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I. INTRODUCTION 

This project has resulted in the development of two Faut Ion Mass Spec- 
trometers (FIMS A and FIMS 3) , culminating in their flight on two Project 
CENTAUR sounding-rocket payloads in December 1981 . Analysis of data from 
these flights is now in progress. 

This report summarizes the design, development, construction, calibra- 
tion, integration, and flight of these new instruments, along with early re- 
sults from the data analysis efforts. The goal of the program was to develop 
a medium-energy ion mass spectrometer that could cover mass-velocity space 
with significantly higher time resolution, improved mass resolution, (parti-* 
cularly for heavier ions) , and wider energy range than existing instruments 
had achieved. The initial design consisted of a dual-channel cylindrical 

electrostatic analyzer followed by a dual-channel cylindrical i x B velocity 
filter. As part of the early work on this instrument (FIMS A) investigations 
into the gain versus count-rate characteristics of the high-current channel 
electron multipliers (CEM's) , which were chosen for ion detection, revealed a 
systematic behavior that could be used as a criterion for selection of OEM's 
for long counting lifetimes. This result was published in Review of 
Scientific Instruments ( Hahn and Burch, 1980). 

Meanwhile, a computer ray-tracing analysis was used to optimize the. FIMS 
A ion optics, and a prototype instrument was fabricated. Since no suitable 
calibration facility existed at SwRI at that time, prototype calibration was 
carried out at Los Alamos National Laboratory. This calibration confirmed the 
ray-tracing analysis, and work on the FIMS A flight unit began. 

Although the FIMS A instrument achieved the expected improvements in time 
resolution, heavy-ion mass resolution, and energy range, it still was able to 
sample in only one direction at a time. To improve further the time resolu- 
tion for sampling in mass-velocity space an angular imaging capability was 
needed. The FIMS B instrument was designed to meet this goal. In FIMS B the 
cylindrical energy analyzer was replaced by a spherical sector analyzer that 
was capable of sampling a 35° x 5° angular fan that i3 resolved into sixteen 
2.2° x 5° sectors by means of a microchannel plate detector at the output of 

the cylindrical E x B velocity filter. The velocity filter was similar in 
similar in geometry to that of the FIMS A analyzer but with a magnetic field 
roughly twice as strong to give even better mass resolution for heavy ions. A 
FIMS B prototype also was calibrated at Los Alamos, and work was begun on a 
flight unit for Project CENTAUR. The design and early development work on the 
FIMS A and FIMS B instruments were described in a paper published in Review of 
Scientific Instruments (Hahn, Burch and Feldman, 1981 ) . 


I 

1.2 i 


Following the initial FIMS calibrations at Lop Alamos , work was begun on 
a calibration system at SwRI that could test the response of these instruments 
and their future derivatives over the full range of their capabilities. This 
calibration system was put into operation in time for calibration of the FIMS 
A and FIMS B flight units in September 1981. 

Integration of these instruments onto two separate Project CENTAUR pay- 
loads was accomplished with very few problems at SwRI. A long series of envi- 
ronmental tests of the full-up payloads at GSFC was followed by transport to 
Cape Parry, NUT, for launch operations. Both payloads were launched into the 
dayside magnetospheric cleft and operated nominally. Analysis of data from 
FIMS A and FIMS B, in cooperation with the other Project CENTAUR experi- 
menters, is now underway. 



II-l 


II. DESIGN AND EARLY DEVELOPMENT OF FIMS A AND FIMS B 

The Resign and early development, through prototype calibration, of the 
FIMS A and FIMS B instruments are documented in the paper entitled "Develop- 
ment of a Fast Ion Mass Spectrometer for Space Research," by S. F. Hahn, J. L. 
Burch, and W. G. Feldman, which is reproduced in the following pages. Also 
reproduced in this section is a paper entitled "Exponential Decay and Exponen- 
tial Recovery of Modal Gains in High Count Rate Channel Electron Multipliers," 
by S. F. Hahn and J. L. Burch. 

Also shown for reference in Figures 1 and 2 at the end of this? section 
are photographs of the FIMS A and FIMS B prototype units. 
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PHOTOGRAPH OF FIMS CYLINDRICAL-CEOWTRY 
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FIGURE 2. PHOTOGRAPH OF FIMS PROTOTYPE INSTRUMENT WITH SPHERICAL 
ENERGY ANALYZER AND MICRO-CHANNEL PLATE DETECTOR. 
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Exponential decay and exponential recovery of modal 
gains in high count rate channel electron multipliers 


S. F, Hahn and J, L. Burch 

Southwai Research Institute, San Antonio, Texas 79294 
(Received 17 July 1979; accepted for publication 9 February 1910) 
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A series of data on high count rate channel electron multipliers revealed an initial drop and 
subsequent recovery of gains in expnenlial fashion. The FWHM of the pulse height distribution 
at the initial stage of testing can fee used as a good criterion for the selection of operating bias 


voltage of the channel electron multiplier. 

PACS numbers: 84,30.Wp, 29.60.Ef 

t 

Recently, high count rate channel electron multipliers 
(CEM’s) developed specifically for the High Altitude 
Plasma Instrument and the Low Altitude Plasma In* 
strument for the NASA Dynamics Explorer project were 
examined in the laboratory to determine their perform- 
ance characteristics. Although a number of different 
tests were performed, this note reports only on the re- 
sults of pulse height analysis (PH A) examined as a func- 
tion of total accumulated counts. The CEM’s (Galileo 
Electro-Optics Scries 4800) have typical channel resist- 
ance of —10* 0, and channel !ength-to-diamctcr ratios 
of 50 (with I mm inside diameters). The flat cone aper- 
ture has 6 mm x 20 mm rectangular dimensions to ac- 
commodate the instrument exit slit. 

The CEM’s were tested in an extremely clean vacuum 
chamber with a cryogenic main pump which brings the 
chamber pressure to typically less than 5 x 10~" Torr. 
Extra care was taken to reduce the number of outgassing 
sources by, for example, using bare solid wire for elec- 
trical connections, and adopting only glass, ceramic and 
vacuum compatible metal for mounting hardware.. 

Measurements on CEM gain and pulse height distribu- 
tion were obtained from a conventional charge sensitive 
preamplifier (ORTEC 142-PC) and wave shaper (ORTEC 
460) combination, whose output was connected to either 
a CAM AC-controlled single channel analyzer or a multi- 
channel analyzer (Nuclear Data 2200). The multichannel 
analyzer controls were set to match those of the manu- 
facturer so as to achieve continuity in data taking. Data 
Were obtained both at our facility and the manufacturer's. 

Figure I shows some of the typical data. To emphasize 
the exponential nature of the gain change as a function of 
total accumulated counts, a linear scale was used on the 
jr axis. The counts were accumulated at a rate of ~5 
x 10’ s~‘ while the CEM modal gain was maintained at 
~10 8 by adjusting bias voltage to ensure no premature 
fatigue induced by overdriving it. The PHA was per- 
• formed at a count rate of 5 x 10 s counts s~‘, which was 
' well within the region where no gain change with count 
rate was observed. 

The data show a characteristic gain history with four 
distinct phases. The first phase involves an apparently 
exponential drop in gain. This initial gain reduction is 


i 

% * 

the result of a “clean-up” process, a term used by 
many. 1 It occurs in a relatively short period of total ac- 
cumulated counts (TAC’s) usually in the range of 3-5 
x 10". Some units were observed to exceed 10* TAC’s 
before reaching the second, minimum gain,' phase. At the 
end of the first phase, the gain is generally one third to 
one half of the initial gain. For normal CEM’s the mini- 
mum gain is maintained for a period which is positively 
correlated to that of the first phase, up to 10* TAC’s. 
Those units that were subsequently judged defective 
had monotonically decreasing gain past 10'° TAC’s, a 
test limit we set for convenience, 

Even with the positive correlation between the ac- 
cumulation periods of the first and the second phases,' 
the onset of the third: phase, gain recovery, is not very 
predictable. The third phase is characterized by a strong 
and fast recovery of gain, again in an exponential fashion. 
While the Overall fluctuation of gain reduction and sub- 
sequent recovery has been observed by many, no report 
is known to us on the exponential nature of the gain 
recovery. The recovered gain is generally higher or com- 
parable to the initial gain as opposed to the lower re- 
covered gain of regular CEM’s. The final gain plateau 
(the fourth and final phase of the gain history) is con- 
sistently close to or higher than the gain observed at 
the beginning of the test. The gain recovery typically 
plateaus near 10* TAC’s, but some units took up to ~4 
x 10* for full recovery. No appreciable change in gain 
was noticed in subsequent measurements up to 10 10 
counts, the set limit. We believe the gain stays more or 
less constant past this limit so long as no surface degrada- 
tion due to contamination takes place, as evidenced in 
the literature.* ,, 

The gain drop and recovery phenomenon was observed 
after every exposure of the CEM to air, but the amount 
of change differed from the very first test values. The 
physiochcmical process behind this gain fluctuation is 
presently not very well understood. 

For .statistical reasons it is important to know the 
FWHM of the CEM. Since the FWHM changes with 
gain, which is again subject to TAC’s, it is better to 
determine the CEM operational voltage according to the 
actual FWHM measurements in addition to the usual 
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practice of utilizing a gain (or count rate) vs, voltage 
curve, which does not give a clear-cut bending point. 
By testing FNVHM at different bias voltages as a func- 
tion pf TAG’S,, one can safely set the operating voltage 
of a GEM with good statistical confidence. According 
to the data shown in Fig. I, a bias voltage of 2300 V 
is needed if one wants better than 50% FWHM at any 
time during the operation of the GEM unless in situ 
aging of the CEM beyond the third phase is executed. 


This work was supported by NASA Contract Nos, 
NAS5-2430I and NASW-3237. 


i E, A, Kurz, “Shuunui electron multiplier*," Am. Mb. 47, 
(March 1979). 

* H . KoscnbiiUcr, Remarks on the qualification of continuous channel 
electron multipliers (OEM's) for use as detectors in long term space 
fiight missions, unpublished manuscript (May 1978), 

* ). G. Timothy and R. L, Bybce, Rev, Sci, lustrum. 49 , 1192(1978). 


Development of a fast Ion mass spectrometer for 
space research 


S. F. Hahn anti J. L. Burch 

Southwest Research Institute, San Antonfa, Texas 7M4 

W. (X Feldman 

Los Alamos Scientific Laboratory , Los Alamos , New Mexico 9754$ 
(Received 29 August 1980; accepted for publication 6 (October 1980) 


ORIGINAL PAGE IS 
OF POOR QUALITY 


An ion mass spectrometer with a cylindrical EXB analyzer and either a cylindrical or a spherical 
electrostatic analyzer is described in this paper. The instrument features two nested channels and 
a postacceleration between the electrostatic and EXB analyzers for wide ranges of energy and 
mass responses. The dual-channel construction not only doubles the data acquisition rate, but also 
makes it possible to reverse the electrostatic field orientation in the inner channel (radially 
outward, as opposed to radially inward in the outer channel) for lighter ions. The outer channel is 
then optimized for ions of medium to high mass numbers resulting in enhanced mass resolution 
for such heavy ions. A 90 '-deflection angle spherical electrostatic analyzer in combination with a * 
cylindrical EXB analyzer provides an extremely wide viewing angle. The angular distribution of 
ions can be obtained from such geometry if a position-sensitive resistive anode or a detector array 
is used at the exit aperture. Details on the principles of operation, the instrument design, and 
calibration are given in this paper. * » 

PACS numbers: 07.75, + h, 95.55.Lb 


INTRODUCTION 

Low to medium energy (a few eV/c-tens pf KcV/c) ion 
mass spectrometers for ionospheric and magnctospheric 
research have gained great sophistication during the past 
two decades. The newer types of instruments have 
steadily. increased the detectable ranges of ion energies 
and mass numbers, the detection sensitivity, and resolu- 
tion, Recent progress has been concentrated on E X B 
type filters; in which a permanent magnetic field and a 
variable electrostatic field are used to form a tunable’ • 
velocity analyzer. Such an E x B filter in, combination 
with an electrostatic energy analyzer provides energy-' " 
per-charge (Elq) and mass-per-charge (Mlq) measure- 1 
ments of ions. . 

The geometry of the E X B filter has evolved from 
Cartesian 1 ’ 2 to a cylindrical 3 ’ 4 configuration, resulting in 
a more efficient use of volume and ion optics. A typical’ 
mass spectrometer 3 utilizes a cylindrical electrostatic 
energy analyzer followed by a cylindrical £ x B analyzer 
Which has radial electrostatic and axial magnetic fields 
formed by a set of coaxial electrostatic deflection plates 
placed between two magnet pole pieces. Such mass 
spectrometers are designed to be double focusing at ‘ 
selected mass and energy combinations achieving high 
sensitivity and good resolution as a whole device. 

The energy ranges of such mass spectrometers have 
been increased by the adoption of a fixed preaccelera- 
tion voltage applied between the grounded input aper- 
ture and the cylindrical electrostatic analyzer plates. 


The preacceleration increases the minimum energy of 
ions seen by the £ X B analyzer to a level where the 
lightest ion (H + ) can be deflected by the magnetic field 
alone. So the ion energies which the instrument must 
handle range only from E Ac Jq (energy gained by ac- 
celeration) to E m Jq (maximum design energy) rather 
than from 0 to E ma Jq. The preaccclcration, however, 
results in deterioration of energy and angle resolution 
of the instrument at the lower ion energies, leads, to an 
energy dependence of the total instrument sensitivity, 
and requires the use of a retarding potential analyzer 
(RPA) to obtain energy spectrum information at energies 
below the preacceleration energy. This approach not 
only adds to the complexity of the instrument, but also 
inadvertently decreases the sensitivity of the instrument 
due to lowered transmittance through a set of RPA grids. 

This paper reports on the development of a Fast Ion 
Mass Spectrometer (PIMS) which is based on the cylin- 
drical £ x B velocity filter, but which achieves several 
significant improvements over previous instruments of 
this type. An isometric view of the calibrated instrument 
appears in Fig. 1. The energy and angle resolution at low 
energies has been improved by the use of postaccelera- 
tion instead of preacceleration. In this approach ’the 
postacceleration potential is applied between the exit 
slit of the electrostatic analyzer and the entrance aper- 
ture of the /; x B analyzer. This arrangement ensures the 
same wide dynamic operational energy range and still 
maintains uniform energy and angle resolutions of the 
basic electrostatic analyzer, eliminating the need of an 
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Fig. I. A dual-channel fast ion mass spectrometer (FIMS) with cylindrical electrostatic and fix/} analyzers. 


RPA of the preaccelcration instrument. The sensitivity 
of the instrument also remains constant for the entire 
energy range. Postaccclcration also enhances the mass 
resolution of the instrument at low energies since the 
angle and energy spread past the electrostatic analyzer 
is reduced by the acceleration potential which precedes 
the E x B analyzer. 

A second improvement is the incorporation of dual- 
channel operation, achieved by placing a second set of 
deflection plates nested within the radius of the first one. 
Such a nested geometry allows increase in instrument 
volume while providing a two-fold increase in data 
acquisition speed with minimal increases in Weight and 
power consumption over those of the single-channel 
device. This dual-channel feature also allows the mass 
resolution of the instrument to be increased at higher 
mass numbers. As described above, single-channel 
E x B filters of this type have been designed so that 
low mass-number ions are detected when the radially 
inward electrostatic deflection force is minimized. An 
increase of the deflection voltage then allows the detec- 
tion of higher mass-number ions, but with decreasing 


mass resolution since as Mlq -* », the E X B filter be- 
comes essentially an electrostatic analyzer. With two 
channels, one can use a stronger magnetic field (or a 
larger radius), thereby optimizing the instrument at an 
intermediate mass number (e.g., 0 + or C + ). Then, the 
outer channel can acquire higher mass-number ions in 
the manner described above using a radially inward elec- 
trostatic deflection force, while the inner channel simul- 
taneously covers the lower mass numbers by using a 
radially outward deflection electric field. This approach 
has been verified by trajectory computations, and a 
prototype instrument is now under construction. 

An additional improvement has been achieved by the 
use of spherical. electrostatic analyzers instead of the 
cylindrical units (Fig. 2). This geometry provides an 
extra large angle of view in at least one dimension 
(perpendicular to the plane of particle deflection), and, 
if a 90 6 deflection angle is used, enables one to measure 
the angular distribution of particles when a position- 
sensitive detector is used at the exit aperture.' 

The principle of device operation and detailed descrip- 
tion of the prototype instruments as well as the use of 


t 
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Fig. 2. A developed, cross-sectional side view of a mass spectrometer with dual spherical electrostatic analyzer and cylindrical £ x t 
analyzer combinations. Such an instrument has an extra-wide field of view with high angular resolution if position sensitive detectors such as 
microchannel plates are used at the exit apertures, 


spherical electrostatic analyzers arc included in the fol- 
lowing chapters. 

I. OPERATIONAL PRINCIPLES 

The analysis of charged particle optics in crossed E 
and B fields has been performed by some in cylindrical 
geometry, 5-7 and a brief review is made in this chapter 
with the intention of clarifying the meanings of different 
parameters used in the instrument descriptions. The 
idealized field sector geometry is shown in Fig. 3 where, 
for simplicity, no fringing field effect is considered. The 
magnetic field B is uniform within the sector boundary 
and is directed parallel to the z axis of the cylindrical 
coordinates off, 4>, and z. The radial electric field is 
generated by the use of a set of coaxial plates. Charged 
particles introduced into the field region are deflected by 
the combined effect of both electric and magnetic fields. 


Suppose the fields are adjusted so that an ion with 
mass per unit charge ratio of m 0 and velocity u 0 is de- 
flected along the central trajectory of radius r 0 . The ratio, 
of centripetal force by electrostatic field to the total de- 
flection force is defined as 

/ « eEoKmoVoVrl), . 0 ) 

where e is the unit positive charge and E 0 is the electric 
field at r =■ r 0 . The quantity/is a measure of the relative 
deflection .forces due to electrostatic and magnetic 
sources, and is either positive for radially -in or negative 
for radial|y-out E-field orientation. The magnetic field 
force on the ion is then 

ev£B = (1 ~/)(m 0 Uo*/ro). (2) 

The motion of a particle other than thpse on the central 
trajectory can be described by an equation of motion in 
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cylindrical geometry, which can be solved analytically 
if first-order approximations are used for certain of the 
parameters as follows: 

“*»«(!+ |J), - 13(e)] 

m ■ ffio(! + «), (3(b)] 

and 

1 . , r = r 0 (l + p), , [3(c)] 

where /3, e and p are all < 1 . 

Using the above approximations and the relationships 
between r, 4>, and /, a second-order differential equation 
of p as a function of 4> is obtained as - , 

-^ + p(l +/*) = /3<l +/) + «, (4) 

• where only first-order terms in p, ft, and e are preserved. 
Solving for p with boundary conditions given in Fig. 3, 

p(<l>) = A sin k<f> + B cos k<f> + 1/8(1, + /) + e], (5) 

where 

k* = 1 +P, 

A ~ alk , 

/?=(</ + a/ 0 )/r 0 - [0(1 +/) + e]/**, 

with a (<^1) = angle of incidence at the entrance aper- 
ture, d = displacement of particle entrance position 
from the aperture center, and l„ - object distance. 

After leaving the field region the particle follows a 
straight path to the exit aperture plane, assuming no 
fringing field effect. The displacement of the intercept 
point from the point of central iort trajectory at the exit 
aperture plane is then expressed as 



[1 - p(<D)]/, + p(4>)r 0 , 


( 6 ) 


where /, is the image distance and <P is the field sector 
angle. 

Equation (S) is used to evaluate D, and the resultant 
terms are grouped to represent effects of various sources 
of dispersions as ‘ 

D = D a + D fi + D„ 

= a[r 0 lk - /|/ c A7r 0 ) sinA4> + (/ 0 + /,) cos&4>] . 

+ /3(1 +/+ e/pWi/k) sin Ad> + (r 0 /A 2 )( 1 - cos*4>)] 

% + rf[cosA<P - ( l t k/r 0 ) sinAd>]. (7) 

D a is the dispersion due to the angular divergence at the 
entrance aperture, while D e results from the deviation 
of ion velocity and mass from those of the central tra- 
jectory ion. The last term is the magnification effect of 
the ion optics. For first order angular focusing (Z) Q = 0), 
the terms inside the first bracket should reduce to zero, 
or 

(/» + /o)/(r 0 /A'+ /|/ 0 A7r 0 ) = -tan£d>. (8) 

For example, for a purely electrostatic cylindrical 
analyzer with /, - l 0 = 0, angular focusing occurs when- 


* 

* 7 T where k * (I 4- /*)"* « 2 m , Also, for a purely 
magnetic analyzer,, k - I and the ions are focused in 
angle if <l> ■ it, For any value of k between 1-2'", the 
focusing should occur between nil* 1 * and n as both field 
components contribute in deflecting the ion. In other 
words, if the field sector angle 4>is set to a value between 
the two limits, there is a corresponding value of / for 
which the angular focusing occurs for the ions of given 
mass-pcr-charge and encrgy-pcr-charge ratios. Since the 
electrostatic energy analyzer preceding the £ x B 
analyzer can be made to be angular focusing at all 
energies, the complete instrument can be designed for 
first-order angular focusing at selected ion energy and 
mass number combinations. 

To achieve focusing in energy as well as in angle, the 
energy dispersion of the electrostatic analyzer should be 
compensated by the equal but opposite dispersion in the 
E x B analyzer while maintaining the angular focusing 
conditions. The Velocity dispersion of an angularly- 
focusing electrostatic analyzer is obtained from Eq. (7) 
by keeping c = 0 (uniform mass-per-charge ),/ m 1 and 
Ad> = 7 t, resulting in Dp E = 2/3r ot: where the subscript E 
is used to denote the electrostatic analyzer. 

The velocity dispersion D a in the E x B analyzer is 
given similarly: 

• Dp = /3(1 +/ 0 )(r 0 /A 2 )(l - .cos k4>) 

" Ad +/o)[2r„/(l +/ 0 2 )], (9) 

where /o is the value of/ for which the angular focusing 
condition is satisfied. For double focusing, 

Dpe “ Dp, or r oe = r 0 (l +/,)/(! +/ 0 2 ). (10) 

The mean radius of the electrostatic analyzer, r 0E , 
ranges from I.Or 0 for/, = 0-1. 207 r 0 for/, ='2 ,/2 . Thus, 
the mass spectrometer can be made double focusing in 
energy and angle at a selected combination of ion mass 
and energy by adjusting the radius of the electrostatic 
analyzer within the limits with respect to that of the 
E x B analyzer. ' 

Even for an instrument with postacceleration (an 
acceleration potential is applied between the electro- 
static and E x B analyzers), the angular focusing condi- 
tion previously discussed is still applicable as the two 
component analyzers are operating independently to 
achieve angular focusing as a complete instrument. The 
amount of angular dispersion at other than the focusing 
condition becomes smaller for the instrument with post- 
acceleration, especially for ions whose initial energies 
prior to acceleration are less than those gained by the 
postacceleration. As explained in the previous section, 
the acceleration is required to accomplish a wide dy- 
namic range of operation (from a few cV/c to tens of 
thousands of eVIe) without the benefit of an electro- 
magnet by raising the minimum energy of the ions to the 
level required by the permanent magnet. In contrast to' 
postacceleration, a preacceleration scheme (applying 
acceleration before the ions are introduced into the 
electrostatic analyzer) required an additional analyzer 
(a Retarding Potential Analyzer) for low-energy ions, 
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INTERMEDIATE APERTURE PLATE 


FlO. 4. Schematic pre- 
sentation of the duel- 
channel fast ion mass 
spectrometer (FIMS). 



adding to the complexity of the basic instrument, The 
double-focusing characteristic is also obtained in the in- 
strument with postacceleration, but at a different value 
of r 0E from that of an otherwise identical preaccelera- 
tion instrument. In the limiting case for which the initial 
ion energy per charge is much higher than the energy 
gained by the postacceleration, a similar double-focus- 
ing condition applies to both. For Sow-energy, low-mass 
ions, the angular focusing occurs near <f> = tt/2 in deflec- 
tion angle as all the ions are essentially monoenergetic 
and parallel in motion when introduced into the E x B 
analyzer. This angle is smaller than the minimum pos- 
sible angle of ir/2 112 for angular focusing of an E X B 
analyzer. In other words, there is a lower limit in energy 
for which the double focusing occurs for such an instru- • 
ment. This limit, however, does not necessarily degrade 
the mass resolution of the instrument at low energies 
since the angular dispersion becomes very small for the 
same low-energy level. 

The preceding discussions were verified through ray- 
tracing calculations on a computer graphics terminal. 
The design of the instrument was initially based on the 
results obtained from the simulation. Details of the in- 
strument are given in the following section. ' 

II. INSTRUMENTATION 

Figure 4 shows a schematic drawing of the instrument 
with cross-sectional plane parallel to the base plate. The 


prototype was built and calibrated in the laboratory. The 
calibration results are discussed in the next section. The 
instrument utilizes two ion channels which enable us 
to collect data at twice the speed of a ftinglc-channel 
device. The two channels are in_a nested configuration, 
so that the additional weight and volume amounts to 
only a fraction of those for a single channel instrument. 
Five major functional units make up the physical struc- 
ture of the instrument excluding the electronics system. 
These units include the front aperture, the electro- 
static analyzer unit, the intermediate aperture, the E x 6 
analyzer unit, and the exit aperture/detector unit. 

A. Front aperture 

The front aperture unit works as a mechanical limiter 
of the viewing angle of the instrument. The unit consists 
of a four-stage baffle and a grounded grid which shields 
ions from the electrostatic leakage field of the deflection 
plates. The last two baffles are machined to exact open- 
ing slit sizes (2.5 x 120 mm) and viewing angles (±10° 
azimuthal X ±12° polar) and are biased to a slightly 
positive potential with respect to the instrument body to 
repel ions of energies lower than the design limit. Par- 
ticles within the viewing angle and direction are intro- 
duced into the two . cylindrical electrostatic analyzer 
channels with little disturbance from the front aperture 
as there is only one grid of high transparency (ss91%). 
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B. Electrostatic analyzer OF POOR QUALITY 

The two channels of the electrostatic analyzer have 
mean radii of 6.92 and 8.92 dm each for inner and outer 
channels, respectively. The ratio of plate separation to 
mean radius ( Ar/r«) of a channel is set the same for both 
of the channels to have, the same energy resolution since 
A£/£ a Ar/r 0 in a first-order approximation. The same 
A r/r 0 ratio for both channels also results in ions of the 
same mean energy being deflected through the central 
radii of the two channels, thus facilitating direct com- 
parison of data between the two even when a common 
power supply is used for both. 

The sector angles of the two analyzer channels are 
both 112°. Equation (8) demands that the sum of the 
image and object distances be different between the two 
channels if the same sector angle is used for both. For 
practical reasons, however, the same image and object 
distance of 1 .0 cm is used for the two channels. The top 
and bottom edges of the deflection plates are machined 
to have blunt ribs with circular cross sections. This fea- 
ture helps to maintain the mechanical rigidity of the thin 
’ aluminum deflection plates and also to reduce the elec- 
trostatic fringing field effect near the edges. The plates 
are mounted on the base plate and top plate of the hous- 
ing through Kel-F insulating mounts. The interna] area 
of the deflection plates, which is exposed to the channel, 
is gold blackened for the effective absorption of ener- 
getic photons and the prevention , of multiple ion scat- 
tering, both of which can cause high backgrpund count. 
The gold black is obtained through carefully controlled 
evaporation of gold in a vacuum chamber with back- 
filled gas (98% N 2 and 2% 0 2 ) maintained at a pressure 
of ~2 Torr. The common practice of serrating the inter- 
nal surface of the deflection plates is omitted for ease of 
machining in the prototype instrument. 

* f 

C. Intermediate aperture 

Energy-selected ions from the electrostatic analyzers 
are angularly focused to a pair of -grounded inter- 
mediate apertures of widths 3 and 4 mm for inner and 
outer channels, respectively. The intermediate aperture 
selects ions within a predefined energy bandwidth and 
Ihpn passes them to the postacceleration region between 
the grounded plane and another set of matching aper- 
tures located on the £ x £' analyzer unit, The post- 
acceleration potential should add enough energy to the 
ions (-3400 e Vie for the prototype) to guide the lightest 
ion (H+) through the inner channel at the given radius 
and flux density of the £ x £ analyzer. The intermediate 
aperture unit also includes a channel electron multiplier 
as an ion detector, which is located against the inner 
channel of the electrostatic analyzer, but vertically offset 
from the main aperture slit. This detector is used as an 
energy monitor which measures the energy distributions 
of the total ion population. All aperture openings have 
beveled knife edges to reduce any off-angle scattering of 
particles. 
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D. £ x 6 analyzer unit 

The energy-filtered, poslacceleralcd ions are intro- 
duced into the two channels of £ x 6 analyzer unit. 
The unit consists of a magnet assembly and two sets of 
electrostatic deflection plates. The magnet assembly 
uses two SmCot permanent magnets, pole shoes, and a 
yoke system which completely encloses the magnetic 
field region, except for the aperture openings at the inlet 
and outlet. The entire £ x B analyzer unit is biased to 
-3400 V from the instrument body for postaccelcration. 
The initial yoke design was verified by a two-dimen- 
sional magnetostatic computer code to achieve uniform 
flux density inside the field region at minimum weight 
and low-leakage flux. The complete analyzer unit weighs 
2,8 kg in the present design, where elaborate machining 
was avoided for simplicity. The magnet weight can be 
reduced, if required, by as much as 25% by further trim- 
ming of the yoke. The magnets generate an average flux 
density of 1330 G in a 3.0 cm gap between pole shoes, 
and the maximum flux density change within the volume 
of the channel is approximately 1% of the average' value 
except for the regions near the entrance and exit sides 
of the channels, where a fringing field effect arises. 

The magnetic leakage was measured at not more than 
0.75 G at 10 cm from the surface of the magnet yoke in 
any direction. Further reduction in leakage to less than 
1 y at 1 m seems easily obtainable if a high-/x foil is rased ■ 
for shielding around the yoke. The sector angle defined 
by the physical boundary of the magnets was selected 
through computer programming of the beam trajectory 
calculation, and was set at 123°, which is the same for 
the electrostatic deflection plates mounted between the 
magnet pole shoes. This angle is chosen to have angular 
focusing condition at a value off near unity, corre- 
sponding to essentially electrostatic deflection of ions 
of heavy mass and/or high energy. Considering that the 
angular focusing of a purely electrostatic analyzer with 
cylindrical geometry is achieved at 4> = W2 1 '* if the 
object and image distances are zero, it is clear that the 
E x B analyzer with 123° sector angle and 1.5 cm object , 
and image distances will satisfy focusing conditions 
when the electrostatic deflection force is perdominant 
over the magnetic force. 

With the same object and image distances for both 
channels, the angular focusing occurs at / - 0.75 and 
0.82 for inner and outer channels, respectively, if 'no 
fringing field effect ^considered. The mean radii of in- 
ner and outer channels are 6.0 and 8.0 cm, respectively. 
The fringing field of the magnet assembly was measured 
in situ, and the effect was calculated for various ion- 
energy and mass combinations. For a 3.0 keV H + ion, 
the magnetic fringing field effect works' as if the field 
boundary is approximately 0.3 cm beyond the pole 
shoes, and the virtual field sector angle becomes 128.7° 
in contrast to the physical magnet sector angle of 123°. 
The electrostatic deflection plates in the £ x B analyzer 
unit are machined and gold blackened as described 
above for the energy analyzer plates. 
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Fig. S. Calibration data from the 
dual-channel FIMS of cylindrical 
geometry. Each set of curves is a 
composite of separate measurements 
for different ion species, (a) Inner- 
channel data for 4.7 keV/e, H + and 
H f + ions, (b) Outer channel data for 
1.0 keV/e, He + , N*/0* and N, + /O s + 
ions. The label N + /0* indicates that 
the peaks are due to nitrogen. 
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E.' Exit aperture and detector unit 
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III. INSTRUMENT CALIBRATION 


The exit apertures are located at 1.5 cm from the field ' 
sector boundary, and are -composed of two layers of 
baffles and a set of two limiting slits on a soft-iron plate. 
The plate forms part of a magnetic yoke system which 
completely encloses the magnetic field region, minimiz- 
ing the leakage flux. Ions with selected mass-per-chargc 
emerge from the apertures and are detected by two high 
count rate (£2:5 MHz) channel electron multipliers 
* (CEM’s) set against the apertures. The CEM (Galileo 
Electro-Optics’ 4800 Series) has an input cone of 
rectangular (6 x 20 mm) opening, which is larger than 
the exit aperture slit sizes. The bias voltage is individ- 
ually adjusted to achieve a gain of ~1 X 10% and ranges 
from' 2200-2700 V. The bias voltage of the OEM’s is 
obtained from the postacceleration potential of, the 
E X B analyzer unit, thus eliminating the use of an extra 
power supply. Different types of material are being con- 
sidered for the shielding of OEM’s against penetrating 
high-energy radiation, including gold and polyethylene 
combinations. 


The calibration of the instrument has been performed 
using an ion accelerator facility at Los Alamos Scien- 
tific Laboratory. The accelerator main chamber contains 
.a gimballed platform on Which the instrument is mounted. 
Ions are generated by a duo-plasmatron type gun, and 
are postaccelerated to a desired energy level. A mass- 
selecting magnet is set between the gun and the flight 
tube of approximately 3 m in length. The beam intensity 
and cross sectional distribution are monitored by a set of 
electron multipliers inside the main chamber next to the 
beam opening. The chamber is pumped by a combination 
of ion and turbomolecular pumps to a low 10"® Torr 
range in pressure. Calibration parameters include the ion 
species, energy, the orientation of the instruments in' 
two angles, electrostatic analyzer plate voltages, and the 
E x B analyzer plate voltages to determine the energy 
and mass resolutions, viewing angles, and deflection 
sensitivity of the electrostatic plates. -The instrument 
response to ions of isotropic distribution is simulated 
by integrating the data over all angle and energy settings 
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Fia. 6, The response curve, in polar viewing angles for a spherical 
electrostatic and cylindrical £ X B analyzer combination. 


of the instrument, Figure 5 shows some of the data 
obtained using 4,7 keV/e H + and H 2 + ions on the inner 
channel. The two mass peaks show resolutions (A M/M) 
of -0.15 for H + and 0.25 for H 2 + at FWHM. The resolu- 
tion gets better than 0. 1 for H + ions of energies below 
1.0 keV. 

The outer channel calibration data at ion energy of 1 .0 
keV/e are given in Fig. 5(b). Only He + and heavier ions 
Were used in the calibration of the outer channel. The 
Reparation of peaks between N ++ /0* + group and N + /0 + 
group ions is large enough for unambiguous identifica- 
tion, which is true for energies up to and above 10 
keV/e, The instrument viewing angles vary with the 
change of ion energies, but generally range between 
±5° and ±8° for both polar and azimuthal angles. The 
energy resolution is quite uniform over entire energy 
range, and is typically about 7%. The geometric factor, 
Slightly dependent on the ion energies, is estimated at 
~1 X 10 -3 cm 2 -ster (A£/E). 

IV. USE OF SPHERICAL ELECTROSTATIC 
ANALYZER IN COMBINATION WITH 
CYLINDRICAL Ex B ANALYZER 

• On a spin-stabilized satellite, an instrument with its 
viewing direction perpendicular to the spin axis can scan 
the whole 4 it steradian solid angle per spin if the viewing 
angle on a plane including the spin axis is 180°. It is thus 
very advantageous to develop an instrument which has 
an extra large viewing angle in at least one plane with an 
ability to resolve the angular response. The mass spec- 
trometer discussed in preceding sections has viewing 
angles in both polar and azimuthal directions of between 
±5° and ±8°, while a wider angular acceptance is often 
desirable. A modified mass spectrometer has been 
developed to meet this objective through the use of a 
Spherical electrostatic energy analyzer as shown in Fig. 
2. The spherical analyzer has a 90° deflection angle in the 
plane of trajectory and the apex of the X A of a sphere is 
used for particle inlet aperture. 


small area- wide polar angle flux at the inlet aperture con- 
verts itself to a large area — parallel flux at the exit aper- 
ture after the particles have traced out great circle 
trajectories of 90° in deflection. As before, the particles 
emerging from the exit aperture are introduced into the 
E x 6 analyzer channels for mass analysis. Since the 
exit positions of parallel particle trajectories correlate 
uniquely to the particle inlet angles, and the relative 
positions of particles arc conserved in thc£ x B analyzer 
where there is no force in z-direction, the original par- 
ticle inlet angle can be recovered at the detector plane 
if a position sensitive detector is used, A microchannel 
plate with resistive anode appears the most promising 
candidate for the detector while an array of channel 
electron multipliers could also be used, A prototype of 
the instrument combining 96° spherical electrostatic 
analyzer with a cylindrical E x B analyzer was chosen 
to verify the feasibility of the novel idea. 96° deflection 
angle was selected in the prototype device to have focus- 
ing in polar angles to a point detector located beyond 
the exit aperture of E x B analyzer. The calibration 
data shown in Fig. 6 shows the wide (34° at FWHM) 
angle of acceptance in polar angle. 

It was also verified that the mass resolutions of the 
spectrometer with such configuration was quite com- 
parable to those of cylindrical geometry. The magnetic 
field sector angle must be changed from that of the 
cylindrical configuration since the ions incident on 
E x B analyzer are all parallel in the plane of deflection 
(azimuthal angle). The initial angular focusing (in the 
deflection plane) occurs at a deflection angle between 
7r/2 m and tt/2 for the parallel ions, which makes the 
/ B x d/" factor too small to differentiate high AMU ions. 
A sample run of trajectory calculations is given in Fig. 7. 
The previously mentioned postacceleration still applies 
to the new scheme with the similar effects, raising the 
minimum energy of ions before being analyzed in the 
E x 6 unit and also straightening the ion trajectories 
for less angular spread. 
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Fig. 7. ' Ray tracing of ions in a spherical electrostatic and cylindrical 
E x £ analyzer combination. 
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V. DISCUSSIONS 

The use of cylindrical electrostatic and £ x 6 ana* 
lyzers in space-borne ion mass spectrometers has led 
to the achievement of high mass resolutions over wide 
ion energy ranges. Further improvements have been 
made possible by the use of more than one channel and 
the adoption of postaccelcration between electrostatic 
and £ x 6 analyzers as established by (he calibration 
data of a laboratory prototype. The use of multiple chan- 
nels increases the data acquisition speed with little 
penalty on weight and volume, When a high mass resolu- 
tion is needed for ions with high mass-to-charge ratios, 
the magnetic flux density and the postaccelcration po- 
tential of the E X B analyzer can be optimized for such 
ions on the outer channel. Ions of lower mass-to-charge 
ratios are then analyzed through the inner channel, 
which not only provides naturally smaller channel radius, 
but also work with reversed (radially-outward) electro- 
static field to guide the ions through the channel. The 
' postaccelcration brings the mass resolution of the instru- 
ment to a still higher level, especially when the ion 
energy per charge is lower than the acceleration voltage. 
A mass spectrometer of this design has a mass resolu- 
tion Which is high enough to distinguish between 0 ++ , 
0 + and NO + up to several keV/e. 

For a large polar angle response of the mass spectrom- 
eter, a spherical electrostatic analyzer was tried in place 
of the cylindrical unit. A laboratory prototype provides 


up to 34° FWHM response angle with slightly reduced 
geometric factor when the same magnet was used in 
both. It can also provide angular resolutions in polar 
angles if a position sensitive detector is used on the exit 
aperture plane. 
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III. FLIGHT UNIT CONSTRUCTION 

The two FIMS flight instruments were constructed in the laboratories of 
the Department of Space Sciences at Southwest Research Institute during the 
period of June through September 1981. A considerable amount of the flight 
unit construction was performed in clean room facilities owing to the sensiti- 
vity of the solid state detectors to contamination from airborne particulate 
and vapor contaminants. Figures 3 and 4 are photographs of the FIMS A and B 
flight units. 

Appendices A and B of this report contain complete hardware and software 
reference manuals for the two flight instruments. It will be noticed that the 
instruments each have an associated Central Electronics Package (CEP) which 
provides control and data acquisition services for the spectrometers. The CEP 
associated with the FIMS A instrument was constructed primarily from wide- 
temperature CMOS digital circuitry. The system consisted of three primary 
subsystems - the channeltron scalers, parallol-to-serial converters, and the 
programmable power supply (PPS) controllers. The output of each of the three 
FIMS A channel trons was connected to a 16-bit linear accumulator. All three 
sets of accumulators employed tri -state output buffers so that a single common 
data bus could be constructed from their commonly connected outputs. 

This data bus, in turn, was connected to a single, 16-bit parallel-to- 
serial converter. The parallel-to~serial converter was used to format chan- 
neltron (and PPS command) data for subsequent transmission to the CENTAUR 
rocket's P.C.M. telemetry encoder. Control of the PPS's was provided by a 
PROM-stored sequence digital controller. At the P.C.M. system's minor frame 
rate, a binary counter within the PPS controller was incremented. The count- 
ers' output was used to form an effective address into the stored PPS command 
word table. Two such circuits were utilized, one each for the mass and energy 
programmable high-voltage power supplies. This rather simple procedure en- 
sured that the power supply step levels were synchronized with the telemetry 
system's clock. 

The CEP for FIMS B was a microprocessor-based system. As shown in the 
schematic diagrams contained in Appendix B, the FIMS-B controller was con- 
structed from a few LSI microprocessor components. The system used an 8085 
microprocessor with software stored in a single 8?55 PROM/peripheral interface 
adaptor chip. The interface to the microchannel plate detector electronics 
was made through one of the parallel I/O ports on an 8155 RAM/I/O/timer chip. 

A "ready" flag from the microchannel plate electronics was used to strobe data 
into the 8155 and to interrupt the 8085. 
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The function of the PIHS B microprocessor system was similar to that of a 
conventional laboratory multi-channel analyzer. Two 64-channel data memories 
were maintained by the system during spectrometer operation. As the detector 
electronics strobed its 7-bit wide digital data word into the 8155, the inter- 
rupted 8085 would read this data word as a pointer into data memory. The data 
word pointed to would then be incremented by one. 

Seperate interrupts were routed to the 8085 from the P.C.M. system's 
minor and major frame rate clocks. These additional interrupts were used to 
increment 8085 internal registers which, in turn, were used as pointers into a 
table of PPS command words. In a manner analogous to that of the FIMS A CEP, 
the FIMS B CEP was able to use the P.C.M. clock-interrupts just described to 
synchronize its PPS settings to telemetry timing. Measurements stored in the 
data memory were sent to the telemetry system through simple 8-bit shift 
registers. 

The two FIMS instruments, each equipped with a pair of programmable high 
voltage power supplies and a central electronics package, were integrated into 
their respective rocket payloads in early September, 1981. After a brief ser- 
ies of interface tests with the rockets' systems, both instruments were turned 
over to the payload integrator on 13 September 1981. 
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FIGURE 3. FIMS-A FLIGHT INSTRUMENT WITH 
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FIGURE 4. FIMS-B FLIGHT INSTRI 
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IV. PLIGHT UNIT CALIBRATION 

The FIMS A and FIMS B flight units were calibrated in the SwRI RAO. I AC 
(Right Angle Deflecting Ion Accelerator) system in September 1981 . A photo- 
graph of the calibration system appears in Figure 5, and a schematic diagram 
of its operation is shown in Figure 6. Close-up views of the ion generation 
system appear in Figure 7. The system is fully computer-automated except for 
the ion generator, which requires some manual settings. Automation is accom- 
plished with a Hewlett-Packard 2113E minicomputer, Which communicates with the 
calibration system, and the instrument under test, through a CAMAC interface 
system. This system controls the beam energy, the orientation of the instru- 
ment relative to the beam axis, and the various deflection potentials required 
in the instrument, while acquiring and storing the output data. An example of 
the excellent mass discrimination obtained with the mass spectrometer that is 
part of the ion accelerator is shown in Figure 8, in which relative beam cur- 
rent is plotted against the magnetic field produced by the 90° deflection sys- 
tem electromagnet. Purely electrostatic deflection can also be employed when 
a mixture of beam masses is desired. 

An example of the calibration data acquired with the FIMS B instrument in 
a beam of N 2 ions is shown in Figure 9. Literally hundreds of such plots were 
required to characterize the response of the instrument for the full range of 
parameters over which it operated. 
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FIGURE 6. ION ACCELERATOR AND CALIBRATION FACILITY 



5J7 


I- T 


S 


ORIGINAL PAGF If 
OF POOR QUALITY 


Mm 




fjm* 


!is®^ 


TK 


Sti 


l® * 


Ml 




n 


!> 


Jl- 


r>: 


> r 


'Vi 




* ir r s 


',r 


ijr*. 








1 


lo 


✓ "5 


3 


. r 


FIGURE 7 

ION BKAM GENERATION SYSTEM AND MASS SELECTION SYSTEM FOR THE FIMS 
ION ACCELERATOR SYSTEM. Top Photoqrnphi View from boh i ml the 
mass-no lection electromagnet. Bottom Photographs View from ion 
qun »ido 9 showing the electromagnet in lie retracted position. 
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V. FLIGHT INTEGRATION 

The two FIMS instruments were delivered to the payload integrator at SwRI 
in early September, 1981. Figures 10 and 11 show the locations within each of 
the two payloads where the instruments were mounted. The entrance apertures 
of the instruments were oriented 30* up from the X-Y plane as shown in Fig 10. 

After a brief "fit check", the instruments underwent a series of inter- 
face tests with the rockets' telemetry and power systems. Only one minor 
change had to be made in the rockets' telemetry format for the FIMS A instru- 
ment in order to accommodate a minor design problem with the instrument's con- 
troller. Neither instrument seemed to be sensitive to EMI generated by other 
instruments or by the rockets' systems (i.e. scan platform) during ground 
testing, although FIMS B did encounter some EMI problems in flight from the 
scan platform. 

Once the two payloads were checked out they were shipped from SwRI to the 
Goddard Space Flight Center. Arriving at GSFC on 18 September, the payloads 
were subjected to the usual series of integration and environmental tests. 

The payloads were later shipped to the NASA Wallops Island Tracking Station 
where the final assembly of the rockets took place and the integrated systems 
awaited shipment to Cape Perry, N.W.T., Canada. 

The expedition arrived at Cape Perry on 18 November 1981 and began making 
immediate arrangements for flight. During the preparations for flight no 
problems were 'experienced with either of the two FIMS instruments. The rocket 
carrying FIMS B (X35.001) was launched on 2 December 1981 at 01:38:01 local 
time. Telemetry records showed nominal performance from the microprocessor- 
based controller at launch and throughout the remainder of the flight. High 
voltage was applied to the instrument approximately 122 seconds after launch. 
Monitor circuits on the outputs of the programmable high-voltage power sup- 
plies reported normal performance for both supplies . The rocket was at appro- 
ximately 600,000 ft. altitude when high voltage was applied. Telemetry re- 
cords indicate normal behavior of all instrument systems for the remainder of 
the flight . 

The rocket bearing the FIMS A instrument (X35.002) was launched on 13 
December 1981 at 22:54:25 local time. Again telemetry records showed normal 
behavior of all instrument systems throughout the flight. High voltage was 
applied to the instrument at approximately 121 seconds after launch. No signs 
of high voltage-breakdown were seen in telemetry data records for the duration 
of the flight. Neither of the two rockets was recovered following flight. 
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VI. DATA ANALYSIS 

Analysis of data from the two Project CENTAUR sounding rockets is being 
performed on the SwRI Space Sciences Data Analysis facility. The primary com- 
putational system is the VAX 11/750 CPU with 120 MB disk and tape drive that 
were partially funded through this contrct. Data display is being performed 
on our Chromatics CG 7900 color graphics system , which, for this application, 
is employed as a terminal to the VAX 11/750. 

Up to this time only cursory examinations of the data have been per- 
formed, since the VAX system has only recently been placed into operation. 
Detailed data analysis will be performed over the next six months and the 
results will then be published in appropriate journals. In particular, the 
Canadian Journal of Physics plans to have a special issue on Project CENTAUR, 
and one or more papers on the FIMS results will be submitted. 

Examples of the FIMS data displays now being generated are shown in Fig- 
ures 12 and 13. In Figure 12 data from FIMS B for a segment of the flight of 
the first CENTAUR payload are presented in spectrogram format as follows. In 
the top panel, count rates are displayed as grey-scale intensi-ties versus 
angular channel number (vertical scale) and time (horizontal scale). Plotted 
below the spectrogram are the mass analyzer program power supply (PPS) steps, 
the energy analyzer PPS eteps (both positive and negative) , and the payload 
magnetometer data. Since the payload was oriented 

nearly along B, the FIMS B channels sampled nearly constant pitch angles in 
the range of 30° to 60®. Note in Figure 12 that each of the 16 energy steps 
are held constant while a mass sweep is made, and that a complete energy-mass 
cycle requires approximately 20 seconds. 

In the spectrogram at the top of Figure 12, where a few of the angular 
channels for each of the two FIMS B mass channels are plotted as grey-scale 
intensities, multiple and distinct mass peaks are seen for nearly every mass 
analyzer PPS sweep. However, one noisy angular channel is apparent in the 
lower of the two traces, and this particular channel will have to be disre- 
garded in subsequent analyses* , 

In Figure 13 the FIMS B data are plotted in a different format, but with 
the same information content as in Figure 12. In these figures each 20-second 
segment of data is plotted with mass step on the horizontal axis, total count 
rate for all angular channels on the vertical axis, and energy on the 3rd (or 
depth) axis. Each energy "plane" is coded in a different color to aid in its 
identification. The effect of the one noisy angular channel appears as the 
high baseline or "plateau" that appears on all traces. Although this noisy 
channel became quiet later in the flight, it does not affect the quality of 
the data from the other 31 channels. The distinct mass peaks, which we iden- 
tify as H + , He ++ , and at times 0 + , are easily seen in the plots of Figure 13. 
These plots, and similar ones for FIMS A, will be the primary means of initial 
scanning of the data, which will then be followed by the required detailed 
analysis and interpretation. 
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FIGURE 12. FIMS-B SPEi 




FIGURE 13. FIMS-B DATA ANALYSIS PLOT 
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I. INTRODUCTION Qp poOR QUALITY 

This document provides a single location for all pertinent FIMS 
operational, calibration and repair information. It is hoped that this 
document will be of assistance in the field operation of the FIKS instru- 
ment should any problems arise with the instrument integrated onto its 
launch vehicle. Sufficient information is contained herein to trouble- 
shoot the instrument should the occasion arise. All test and calibration 
records will be kept in this document as well. 

The second purpose of this document is to aid in the development of 
future generations of similar ion mass spectrometers. The experience 
gained in the laboratory and the field with the FIMS A instrument 
will be of critical assistance in the development of similar instruments 
for the OPEN program or for other sounding rocket applications. 

The introductory section of this document contains a copy of a paper 
published in the Review of Scientific Instruments which describes in some 
detail the geometry of the analyzer sections of the FIMS-A and FIMS-B 
instruments. As is described in this paper, the primary difference between 
FIMS-A and FIMS-B is in the area of the electrostatic energy analyzer and 
in the detectors used. The nomenclature "FIMS-A" refers to that instru- 
ment which uses the cylindrical energy analyzer and an array of three 
channel electron multipliers. The "FIMS-B" instrument uses a spherical 
energy analyzer and a microchannel plate array with resistive anodes. The 
Central Electronics Packages for the two instruments are also different. 

The FIMS-A instrument will be flown for the first time on the A rocket 
payload of the two payloads produced by the SwRI Department of Space 
Sciences duriftf the summer of 1981. 

This document will serve as a combination Design Specification and 
Instrument Log Book and should be kept with the FIMS B instrument at all 
times. Figures 1-1 and 1-2 are pictures of the fully assembled FIMS A 
instrument. Figure 1-3 is a block diagram of the total instrument system. 
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FIGURE 1-3. FIMS INSTRUMENT BLOCK DIAGRAM 



II. QUICK-LOOK TEST INFORMATION 

This section presents a short summary of the data produced by the 
FIMS A instrument, the telemetry locations for these data sources and the 
procedures to be used to stimulate the various sections of the instrument 
to obtain responses viewable on PCM telemetry. Table I shows a list of 
the FIMS A data channels, their respective telemetry word locations and 
word lengths. 

To describe the expected responses, via PCM, of the FIMS A instru- 
ment it will be assumed initially that the instrument is operating with 
only its low voltages and without the externally applied stimulus to its 
test input connectors. At the onset of power to the FIMS Central Electronics 
Package, the controllers contained therein will begin to produce stepping 
counts to the two programmable power supplies. These two 9-bit digital 
words (S31 and £32')' are located in word B, frame 19 and word 9, frame 20, 
respectively. Figure 1 is an example strip-chart recording of the output 
of the S31 data channel. The data contained in this channel is produced 
by the energy analyzer PPS command words. The stepping rate for this word 
is approximately 1 step/second. It should be noted that Figure 1 is a strip 
chart recording made with the deflection calibrated for 10 counts/major 
division. Since the strip chart recorders used in the PCM ground station 
are normally calibrated for a deflection of approximately 100 counts/major 
division, the recorder must be recalibrated using the PCM simulator if an 
exact correspondence is to be obtained with Figure 1. Such exactness is 
not necessary for routine operations and a general waveform analysis will 
be considered adequate. 

& 

Telemetry channel S32 corresponds to the mass analyzer program'; power 
supply command words. S32 is located in word 9, frame 20 and this 9-;bit 
value range from a minimum of zero counts to a maximum of 63 counts. 

Figure 2 is an example strip chart recording of the waveforms produced by 
the Central Electronics Package under normal operation. The mass 
analyzer commands steps at a rate of 1/major frame, or approximately 1 
step every 25 milliseconds. Figure 2 is a copy of a stripchart recording 
made with the deflection sensitivity again set for 10 counts/division. 

The stripchart recorder speed was’ 25 nnn/sec . 

The FIMS A instrument produces a total of 5 channels of serial/digital 
data and 3 channels ol analog data. At the onset of low voltage power 
only, only the S31 and S32 channels will show any information. Channels 28, 
29, and 30 serial/digital words are derived from the instrument scalers 
and without high voltage being-operated , no counts will appear in these 
channels. Likewise, analog channels 38, 39 and 40, corresponding to the 
float potential monitor, energy analyzer program power supply positive 
monitor and energy analyzer program power supply negative voltage monitor, 
will show 0 readings initially. 

During the execution of a signal input test to the FIMS A instrument, 
which is described in the next sectionof this document, count values will 
begin to appear at serial data channels 28, 29 or 30, depending upon which 
input is being stimulated. It should be noted that all three of these 
channels are 18 bit words with the second of the two words in each case 


corresponding to the 9 least significant bits of the count. Serial 
channel 28 (S28) contains the 18-bit digital count from the energy ana- 
lyzer. Channel S29 corresponds to the outer mass channel (MAI). The third 
channel, S30, is used by the inner or second mass analyzer channel. As 
stated earlier, all three of these serial/digital channels are 18 bits 
in length. The S31 and $32 channels are 9 bits each. As the test input 
gtimulus is applied to the energy analyzer input, word no. 3 of frame 7 
will begin to show counts. Word 2 of frame 7, corresponds to the nine 
most significant bits of this scaler word. If the setup test procedure 
for the input signal test is followed properly, it should be possible to 
see the counts building up as the pulse repetition rate is increased for 
the energy analyzer input by viewing words 2 and 3 of frame 7. If the 
test input is applied to mar, analyzer channel 1, (S29) , counts will 
begin to appear in words 2 t id 3 of frame 23. Again, word 3 of frame 23 
is the least significant 9-bits of the 18-bit word. Finally, as counts 
are applied to the mass analyzer channel 2, (S30), counts will begin to 
appear in words 8 and 9 of frame 3 with word 9 representing the 9 least 
significant bits of the 18-bit scaler. The procedure described in the next 
section of this document should produce a count of approximately 2300 counts 
in the 18-bit scaler words. 

When high voltage is applied to the FIMS instrument by turning the 
timed 28V switch on, the three analog data channels will respond. Analog 
channel 38, corresponding to the float potential monitor, is located in 
word 7, frame 23. This monitor will assume an output of approximately 
3.2 volts with the onset of high voltage. There should be no modulation 
on this channel since it represents the output of the PICO-PAK high vol- 
tage power supply and is not programmable. Analog channel 39, word 6, 
frame 27, corresponds to the positive output of the energy analyzer 
program power supply and its output can be seen stepping at the same rate 
as the digital word described earlier in channel S31. The output range for 
this monitor will be 0 - 2.4 volts. The third analog output from the FIMS A 
instrument is located in analog channel 40, word 6, frame 19, and it repre- 
sents the analog output of the negative voltage monitor from the energy 
analyzer program power supply. It will also step at the same rate as 
analog channel 39 and its outputs should be of the same magnitude as 
channel 39 (word 6, frame 27). Only when high voltage is applied and the 
externally applied stimulus is connected will data be seen on all three 
analog and three of the five digital channels. Again, with low voltage 
only applied to the instruments, only channels S31 (word - 8, frame 19) and 
channel S32 - (word 9, frame 20) will show any counts. Figures 1 and 2 are 
examples of the waveforms which should be obtained from these two digital 
data channels with a stripchart recorder properly calibrated for 10 counts/ 
major division. 
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III. SIGNAL INPUT TEST PROCEDURE 

The following equipment will be needed to perform the signal input 
test of the FXMS A instrument; 

1. A pulser or function generator capable of producing IV negative 
going pulses, approximately 50 ns wide into a 50 ohm termination. 

2. Two variable HP 355 VHF attenautors. 

3. An oscilloscope with performance capable of accurately 
demonstrating the 50 ns negative-going waveform produced 
by the pulser. 

4. Four lengths of coaxial cable, each terminated with a 
male BNC type connector. 

5. A 50 ohm terminator contained in a standard BNC connector 
shell. 

6. A short length of coaxial cable with a BNC on one end and a 
SELECTRO No, 51-424-3188 connector on the other end. 

To perform the signal input tests, perform the following steps; 

1. Connect the output of the pulser to the input of the oscilloscope, 
through a BNC "T", the other side of which is connected to the 

50 ohm termination. 

2. Adjust the output of the pulser as viewed on the oscilloscope 
to produce a negative-going pulse approximately IV in amplitude, 

50 ns wide, with a 20 ns fall time, a 20 ns baseline time and a 
20 ns rise time. The baseline voltage for this waveform should 
be 0 V, with the peak amplitude of -1 V. 

3. With the pulser adjusted for the proper parameters to produce 
the waveform described, install the FINS test cable described 
earlier and set the pulse repetition rate to approximately 
100,000 pulses/second. 

4. Set the HP, attenuators in such a manner that an attenuation of 
approximately 29 dB is obtained. If no counts are seen in TM r 
lower the attenaution in 1 dB steps to a minimum level of 20 dB 
until counts appear. 

5. Apply low voltage to the FIMS Central Electronics Package and 
observe the corresponding count rates on the telemetry channel 
assigned to whichever input channel is being used on the instru- 
ment. For the energy analyzer, the telemetry assignments are 
words 2 and 3 of frame 7. For mass analyzer channel 1, the 
telemetry assignments are words 2 and 3 of frame 23; for the 
second mass analyzer channel, the telemetry assignments are 
words 8 and 9 of frame 3. With the pulse repetition rate set 


to the value mentioned earlier, it should be possible to observe 
a count of approximately midscale on both words of the 18-bit 
word scaler* Since the sample period for each major frame ia 
23.2 ms, the 18-bit accumulator is capable of count rates of 
greater than 10 mHs. 

Figure IXI-1 shows the test configuration. 
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IV. INSTRUMENT CABET^G INFORMATION 

* 

This section contains the wiring lists and cable pin connections which 
were used in the construction of the FIMS instrument.- Any problems arising 
from miswiring can be solved by referring to the original wiring lists for 
the instrument. 
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V. INSTRUMENT TEST RECORDS/HISTORICAL LOG 

This section of the system reference manual will be used to store 
all instrument test records taken during the field test and laboratory 
calibrations of the instruments. Records of shipment and installation 
and removal of the instrument will be maintained in this section of the 
document. 


FIMS TEST RECORD/HISTORICAL LOG 


DATE LOCATIOH 


RESULTS: 


PROBLEMS/COMMENTS : 


TEST PESCR1PTIOH 


FIGURE V-l 


VI. INSTRUMENT CALIBRATION RECORDS 

This section of the system reference manual contains all of the 
original calibration information taken for the FIMS A instrument. Any 
subsequent calibrations or modifications to the instrument will be noted 
both in this section and in the previous section. 
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VII. INSTRUMENT DESIGN INFORMATION 


A. Analyzer Design 

The details of the design information pertinent to the energy 
and mass analyzer sections of the FIMS instrument are described in tsome 
detail in Section I of this document. In particular, in the scientific 
paper published by S. F. Hahn and J. L. Burch in the Review of Scientific 
Instruments, February 1981. No further comments on the analyzer design 
will be made in this section of the reference manual. 

B. CEP Design 

Figures 1, 2 and 3 are the schematic diagrams of the Central 
Electronics Package used to control the operation of the FIMS A instrument. 
As can be seen* the system consists of three circuit boards populated 
almost entirely of CMOS logic with additional help from low-power Schotky 
prescalers in the area of the high-speed digital accumulators. Board 1 
of the three-board set contains all three digital accumulator channels 
and their respective output buffer latches with tristate drivers. The 
control lines to support the operation of the accumulators is provided 
by a decoded state controller located on Board 2. Basically the accumu- 
lators are allowed to acquire counts from their respective pulse-amplifier 
discriminators located within the detector assembly of the instrument for 
all but 3 minor frames of the telemetry format. With the receipt of an 
SF 2* rising edge, the controller on Board 2 inhibits the accumulation of 
counts from all three accumulators on the scaler board and transfers those 
accumulated counts into the buffer-store latchets shown on the Board 1 
schematic as 54C 374 's. As the time arrives for the transmission of the 
accumulated count information to the telemetry system, the selected digital 
data channel is enabled and the tri-state outputs of the octal buffer 
latches are turned on, thus applying the accumulated count output to the 
input of the systems one and only shift register assembly. The shift 
register hardware is located on Board 2 of the set. Each of the three 
accumulator channels is read out at its respective time in the PCM format. 
For a period of 3 minor frames, the accumulators are disabled by the 
controller on Board 2. This dead time is necessary because of the fly- 
back period of the programmable power supplies used on FIMS. Since the 
power supply outputs are not stable for a period of 3 minor frames, it is 
desired that data counts not be accumulated during this period. As seen 
in the schematic of Board 1, each accumulator channel consists of a 
14-bit CMOS synchronous counter string preceded by a 4-bit LS counter. 

The QA output of the first stage LS counter is brought out as the clock 
input to the following CMOS counters. This configuration results in the 
LS counter being used as a high-speed prescaler for the CMOS counters 
that follow. Since the output of the PAD amplifiers located within the 
instrument are only 50 ns wide, it is not possible to apply this input 
directly to the slow CMOS counters, thus the need for the LS prescaler. 

The board layout for Board 1 is shown as Figure 4 of this document. 

Card 2 of the FIMS Central Electronics Package contains all of 
the instrument controller functions as well as two erasable programmable 
read-only memory chips in which are stored the PPS commands for both power 


2 


supplies. As seen on the schematic, the instrument controller is keyed to 
the rising edge of the SP 2 4 timing signal. Each time a transition is 
seen on this line, the controller clocked by the 200 kHz clock, goes 
through 7 states which are used to transfer the accumulated count data in 
the scalers into their respective buffer latches, to fetch and store the 
next PPS command from the erasable PROMS into low-power octal latches and 
to induce the 3 minor frame delay before resumption of count accumulations 
on the accumulator board. Card 2 thus contains all of the instrument 
controller functions and it functions basically by keying its activities 
to the rising edge of the SF 2 4 clock to perform its duty as controller 
for the two PPS's and the accumulators. (Board 2 layout is Figure 5.) 

Card 3 of the FlMS 8-card set contains the interface logic 
used to receive the incoming signals from the PCM subsystem. As seen in 
the schematic, the typical electrical interface consists of a 10K ohm 
pull-up resistor and shunt, with a 100 picofarad capacitor. The line 
receivers used in this application are 54C of 914' s, yielding a high-noise 
immunity, medium-speed interface circuit. (Fig. 6 is board 3 layout.) 

The FZMS A instrument central electronics package is completely 
hardware controlled; thus, only the PPS commands are stored in PROM and no 
other software operations are involved. Figure 7 shows component list for 
the CEP. 


The in tr a- instrument cable details for the FlMS A CEP are shown 
in Figure 8 of this document. They are provided here should any changes 
be necessary or construction of any additional cables be required. 

C. Programmable Power Supplies 

FIMS-A uses two programmable high voltage power supplies, Both 
power supplies were constructed from the design drawings prepared by the 
Goddard Space Flight Center for use on the HAPI and LAPI instruments on 
the Dynamics Explorer Satellite. 

A few design changes were made to the power supplies to adapt 
them to the scientific and operational requirements of the FIMS/Centaur 
rocket program. The two power supplies used by FlMS are referred to as 
the energy and mass units, corresponding to the two sections of the instru- 
ments analyzer. The energy supply is very similar to the standard D. E. 
design. Table VII-1 shows the relationship between the 6-bit programming 
code word and the high voltage output. 

» 

The mass analyzer power supply is considerably different from 
the basic P.P.S. design, the principal difference being that this supply 
has its high voltage output floated at the -3200 VDC bias used for the mass 
analyzer float potential. To realize this objective, a considerable 
effort was invested in insulating the electronics within the supply from 
the chassis-grounded case of the power supply. The inner surfaces of the 
case of the power supply are lined with a fiberglass material to prevent 
high voltage breakdown. 
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The second major change was the addition of a set of six optical 
couplers to interface with the 6-bit parallel command interface to the CEP. 

In summary i the mass P.P.S. has its high voltagi return connected to the 
minus high voltage output of the HVPS, thus floating most of the circuits 
within the supply at -3200 V. A 50-megohm resistor was placed in series 
with the high voltage return line to the minus high voltage output of the 
bias power supply (PICO-PAK) . 

The third major change was the modification of the input multi- 
plexer circuit and the output voltage range. The resistor network for 
' Rxn and Rp was changed to allow the output voltage to step from a maximum 
of 982 V to a minimum of 25 V in 64 steps. 

Table VII-2 shows the relationship between the 6-bit programming 
code and the high-voltage output of the mass supply. 

D. High Voltage Power Supply (HVPS) 

The F1MS-A instrument uses a single HVPS to provide the float 
potential for the mass analyzer deflection plates and the bias for the 
channc electron multiplier. A standard PICO-PAK Model PP9N provides the 
bia^ potential. The pages following contain specification sheets for the 
unit used on FIMS-A. The high voltage output has been adjusted to -3200 
VDC for this application . 

E. Fims Instrument Detector Assembly 

The detector assembly as shown in the introductory section contains 
two (2) printed circuit boards containing the charge /preamplifiers for thrtf 
channel electron multipliers , analog-buffer circuit for monitoring the float 
or bias potential and the necessary voltage divider resistor networks for 
the CEMs. The schematic diagram for the instrument is shown in Figure 9 and 
the component parts list is shbwn in Figure 10. 
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Electrical 

1. Input Voltage: 28 ± A volts; negative ground. 

2. Regulation: 

• Line: < ± 0.4% . 

Load: (50 to 250 mW output): < ± 1.5% 

3. Ripple: <0.007% peak to peak. * 

4. Output power: 250 m T w maximum. 

5. Output voltage: See Table 1 below. 

6. Input current: See Figure 3. 

7. Temperature drift: < ±1% from -30°C to ±71°C _ . 

8. Dynamic load regulation: Equivalent power supply source 
impedance < 100 KQ at 1 KHz to < 1 KQ at 0.5 MHz. 

TABLE 1 

; • MAX WEIGHT IN GRAMS 

MODEL VOLTAGE RANGE Without With Output 

Output Protect T n Frotect'n(L) 


PP-5 

, 400-725 volts 

110 

150 

PP-6 

725-1300 volts 

110 

150 

PP-7 

1150-2000 volts 

140 

3.80 

PP-8 

1500-2600 volts 

140 

180 

PP-9 

2300-4000 volts 

160 

200 

A "P" 

or "N" in the model number 

indicates 

positive or 


negative output polarity. 

The letter "L" in the model number indicates current 
limited to protect against short-circuit or overload damage. 

Example: PP-7-N is negative, not output protected; ' 

PP-7-PL is positive, and is output short-circuit protected. 

* Ripple is measured with input and output returns connected 
to case. 
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Electrical (Continued) 


9. Stability: After two hours operation, drift 

less than 0.1# per day. 

10. Noise induced into 28 volt power line: less 

than 25 millivolts across 1 ohm impedance. 

11. Impedance between either input and output 
returns and. case is > 10 megohms and <100 pf. 


Environmental 

Pico-Pacs have been designed and tested to meet or 
exceed the environmental conditions indicated below: 


Altitude: Operational from sea level to 200,000 

feet (exposure at reduced pressure 
> 30 minutes). 

' Acceleration*: 120 g for 30 seconds - any axis. 

Mechanical Shock*: 80 g, 15 milliseconds - any axis; 

Thermal Shock*: -55° C to +65° C and +65° C to -55° C, 

each in less than five minutes. 

Sinusoidal Vibration*: 

5-28 Hz, 0.55 inch double amplitude 2 octaves /min 

28 - 3000 Hz, ± 20 g J -any axis 

Random Vibration*: 0.1 g 2/Hz* 3 * , 20-2000 Hz, * 

90 seconds - any axis. 


* Units energized following, but not during, tests 
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SOUTHWEST RESEARCH INSTITUTE 

CONNECTOR (5GS) TITLE ”| 

50 Pin Sub M D M FIMS "A" CEP INTERNAL WIRING SHEET JL.OF.5_ 

FROM 

CONNECTOR 

PIN NO. 

WIRE ID. 

LGTH. 

FT. 

SIGNAL DESCRIPTION 

PIN NO. 

TO 

CONNECTOR 

J-76 

1 



E.A. PPS BIT 0 

46 

J5 

II 

2 



" 1 

47 

M 

M 

3 



II 

2 

48 

M 

II 

4 


■ 

" 3 

49 

II 

II 

5 


■ 

4 

50 

II 

II 

6 



" 5 

51 

11 

II 

7 



SIG RETURN 

36 

J6 

II 

8 



MA PPS ANODE BIT 0 

46 

M 

It 

9 



" CATHODE BIT 0 

47 

II 

II 

10 



M ANODE BIT 1 

48 

H 

II 

11 



" CATHODE BIT 1 

49 

M 

II 

12 



" ANODE BIT 2 

50 

ii 

II 

13 


■ 

* CATHODE BIT 2 

51 

II 

II 

14 


3 

" ANODE BIT 3 

52 

ll 

M 

15 



" CATHODE BIT 3 

53 

ll 

M 

16 



" ANODE BIT 4 

54 

M 

H 

17 



" CATHODE BIT 4 

55 

ll 

II 

18 



" ANODE BIT 5 

56 

H 

II 

19 



" CATHODE BIT 5 

57 

H 

II 

20 



E.A. PPS +V MON (A39) 

33 

J73 

II 

21 



RETURN 

37 

II 

II 

24 


ih 



1 

it 

25 



ORIGINAL PAGE 19 
OF POOR QUALITY 



J-76 

26 





















FIGURE VII- .1 
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TITLE 

FIMS "A" CEP INTERNAL WIRING 


CONNECTOR "N NO. WIRE ID. 




SIGNAL DESCRIPTION 


TIMED 28V to EA PPS 


CHASSIS . 


28V return to EA PPS 


Timed 28 V to MA PPS 


28V return to MA PPS 


MA PAD #1 DATA 


























SHEET X OF 
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CONNECTOR 

PIN NO. 
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FT. 

SIGNAL DESCRIPTION 

PIN NO. 

TO 

CONNECTOR 

J73 

20 



FIMS DATA S28 

37 

J7 

II 

21 



FIMS DATA S29 

38 

II 

II 

22 



FIMS DATA S30 

39 

II 

II 

23 



FIMS DATA S31 

40 

i. ’ 

II 

24 



FIMS DATA S32 

41 

II 

073 

25 


WM 

SIGNAL RETURN 

36 

II 








J73 

27 



ENABLE GATE EG28 

42 

II 

II 

28 



ENABLE GATE EG29 

43 

II 

II 

29 


■ 

ENABLE GATE EG30 

44 

II 

II 

30 



ENABLE GATE EG31 

45 

II 

II 

31 



ENABLE GATE EG32 

1 ■ 

46 

II 






HI 


II 

16 



GATED CLOCK 

47 

II 

J3 

10 



200 kHz CLOCK 

48 

II 

J73 

17 



MF 2 3 

49 

II 

J74 

27 



SF 2 4 

50 

II 
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J5 
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II 




II 

3 

ii 

II 

m 



II 

_4 

it 

II 
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•1 

__5 

* 

n 

II 

6 



II 

6 

H 

M 

7 



II 

_7 

n 

M 
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II 
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it 

II 
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II 
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n 

II 
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ii 

II 

11 



OF POOR QUALITY 

II 

11 

ii 

It 

12 



II 

12 

ii 

II 

13 



II 

_13 

n 

II 

14 



II 

14 

ii 

II 

15 



II 

15 

ii 

II 

16 



II 

_16 

ii 

H 

17 



II 

17 

ii 

II 

18 



II 

_18 

ii 

II 

19 



II 

19 

ii 

II 

22 



II 

_23 _ _ 

it 

II 

23 



II 

_-23 

jy 

It 

24 



II 

24 

H 

II 

25 



II 

25 


J6 

22 



41 


M 

II 

26 



II 
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II 

II 
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H 

.27 

II 

II 

28 



II 

28 
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CONNECTOR TITLE 

FIMS "A" CEP SHEET JLoF-*L_ 

FROM 

CONNECTOR 

PIN NO. 

WIRE ID. 

LGTH. 

FT. 

SIGNAL DESCRIPTION 

PIN NO. 

TO 

CONNECTOR 

J6 

29 



BOARD INTERCONNECT 

29 

.17 

II 

30 



II 

30 

II 

II 

31 



II 

-31. 

II 

II 

32 




_32 _ 

II 

•1 

33 



•1 

33 

II 

II 

34 



II 

34 _ 

II 

II 

59 



II 


59_ 

II 

II 

60 



II 

60 

II 

II 

61 



II 

61 

II 

II 

62 



II 

62 

II 

II 

63 
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63 
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II 
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64 

It 

II 

65 



it 

65 

II 

II 

66 



ii 

66 

II 

II 

69 



ii 

69 

II 

II 

40 



ii 

40 

J5 

II 

41 



ii 

41 

II 

H 

42 



•i 

42 

II 

II 

43 



ii 

43 

II 

. II 

44 



ii 

44 

II 

II 

45 



ii 

45 

II 





* 










II 

67 



ii 

67 

J7 

II 

68 



i 

it 

68 

II 
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FIGURE VII- .5 



STEP NO 

VOLTAGE LEVEL 

+V0 

( -VO 

+TM 

-TM 

.STEP NO. 

0 

2500.0 V 

2515 

2486 

5.02 

4.95 

0 

1 

2164.9 

2179 • 

2154 

4.36 

4.29 

1 

2 

1874.7 

1884 

862 

3.77 

3.71 

2 

3 

1623.4 

1630 

1611 

3.26 

3.21 

3 

4 

1405.8 

. 1442 

1396 

2.83 

2.79 

4 

5 

1217.4 . . 

1223 

1209 

2.45 

-2.41 

5 

6 

1054.2 

1061 

1049 

2.13 

2.09 

6 

7 

912.92 

918 

908 

1.84 

1.816 

7 

8 

790.55 

794 

785 

1.59 

1.57 

8 • 

9 

684.59 

688 

681 

V.38 

1.36 

9 

10 

592.83 

695 

589 

1.19 

1.18 

10 

111 

513.37 

515 

510 

1.03 

1.02 

11 

12 

444.56 

446 

442 

.894 

.884 

12 

13 

384.97 

’ 386 

383 

.774 

.766 

13 

14 

333.37 

335 

332 

.672 

.664 

14 

15 

288.68 

290 

287 

.581 

.575 

15 

16 

249,99 

250 

247 

.500 

.496 

16 

17 

216.48 

216 

214 

.434 

.430 

17 

18 

187.47 

187 

186 • 

.375 

.372 

18 

19 

162.34 

162 

161 

.324 

.322 

19 

20 

140.58 

140 

139 

.280 

.279 

20 

21 

121.74 

121 

121 

.243 

.242 

21 

22 

105.42 

105 

105 

.210 

.210 

22 

23 

91.288 

91 

90.6 

.182 

.1820 

23 

24 

79.052 

79.2 

78.9 

.158 

.1584 

24 

25 

68.456 

68.5 

68.4 

.137 

.1375 

25 

26 

59.281 

59.2 

59.2 

.118 

.119 

26 

27 

51 .335 

51.2 

51.3 

.102 

.103 

27 

28 

44.454 

44.3 

44.5 

.088 

.0895 

28 

29 

38.495 

38.3 

38.5 

.0763 

.0776 

29 

30 

33.336 

33.2 

33.4 

.0660 

.0675 

30 

31 

28.867 

28.6 

29.0 

.0569 

.0585 

i 31 

32 

24.998 

25.0 

24.92 

5.02 

4.83 

32 

33 

21 .647 

21 .7 

26.6 i 

4.35 

4.18 

33 

34 

18.746 

18.78 

18.7 

3.76 

3.61 

34 

35 

16.233 

16.26 

16.2 

3.25 

3.12 

35 

36 

14.057 

14.10 

14.04 

2.82 

2.70 

' 36 


TABLE VI I -1. 

ENERGY ANALYZER PPS STEP CODE 
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STEP NO. 

VOLTAGE LEVEL 

+V0 

-VO 

+TM 

-TM 

.STEP NO 

37 

12.173 

12.20 

12.16 

2.44 

2.33 

37 

38 

10.541 

10.6 

10.56 

2.12 

2.02 

38 

39 

9.1285 

9.17 

9.13 . 

1.84 

1,74 

39 

40 

7.9049 

7.94 

7.90 

1.59 

1.50 

40! 

41 

6.8454 

6.88 

6.85 

1.38 

1.30 

41 

42 

5.9278 

5.95 

5.93 

1.195 

* 1 .12 

42 

43 

5.1333 

5.15 

5.13 

1.035 

0.96 

43 

44 

4.4452 

4.46 

4.45 

0.898 

0.832 

44 

45 

3.8494 

3.86 

3.85 

0.380 

0.716 

45 . 

46 

3.3334 

3.36 

3,35 

0.678 

0.618 

46 

47 

2.8866 

2.906 

2,896 

0.588 

0.530 

47 

48 

2.4997 

2.503 

2,498 

0.508 

0.453 

48 

49 

2.1646 

2.169 

2.165 

0.442 

0.389 

49 

50 

1 .8745 

1.876 

1.874 

0.384 

0.333 

50 

51 

1.6232 

1.623 

1.620 

0.334 

0.282 

51 

52 

1.4057 

1.407 

1.407 

0.292 

0.243 

52 

53 

1.2173 

1 .218 

1.217 

0.255 

0.207 

53 

54 

1.0541 

1.057 

1.056 

0.223 

0.176 

54 

55. 

0.91281 

0.914 

0.913 

0.195 

0.149 

55 

56 

0.79046 

0.797 

0.801 

0.172 

0.127 

56 

57 

0.6841 

0.691 

0.693 

0.151 

0.1067 

57 

58 

0.59276 

0.598 

0.600 

0.133 

0.0890 

58 

59 

0.51331 

0.516 

0.518 

0.1172 

0.0734 

59 

60 

0,44450 

0.448 

0.452 

0.1039 

0.060 

60 

61 

0.38492 

0.388 

0.390 

0.0921 

0.0488 

61 

62 

0,33333 

0.331 

0.336 

0.0820 

0.039 

62 

63 

0.289 

0.280 

0.279 

0.075 

0.028 

63 
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TABLE VI I -1.2 ENERGY ANALYZER PPS STEP CQDE 


STEP 

RI 

RF 

VI 

-VO 

+V0., 

-VO 

+TM 

-TM 

1 

127K 

127K 

-7.50 

-982.22 

982 

982 

4.91 

4.903 

2 


120K 

-7.08 

-926.62 

934 

934 

4.67 

4.663 

3 


113K 

-6.67 

-874.17 

874 

1874 

4.37 

4.363 

4 


107K 

-6 • 30 

-824.69 

829 

829 

4.145 

4.138 

5 


.101K 

-5.94 

-778.01 

774 

773 

3.87 

3.863 

6 


95K . 

-5.60 

-733.97 

739 

738 

3.69 

3.687 

7 


90K 

-5.29 

-692.43 

700 

700 

3.501 

3.495 

8 


84K 

-4.99 

-653.23 

655 

654 

3.27 

3.268 

9 

202K 

127K 

-4.71 

-616.26 

619 

618 

3.09 

3.088 

10 


120K 

_ -4.44 

-581.38’ 

588 

588 

2.94 

2.937 

11 


113K 

-4.19 

-548.47 

550 

550 

2.75 

2.748 

12 


107K 

-3.95 

-517.42 

522 

522 

2.610 

2.606 

13 


101K 

-3.73 

-488.13 

487 

487 

2.436 

2.433 

14 


95K 

-3.52 

-460.50 

465 

465 

2.325 

2.322 

15 


90K 

-3.32 

-434.44 

441 

441 

2.204 

2.201 

16 


84 K 

-3.13 

-409.85 

412.6 

412.1 

2.06 

2.058 

17 

323K 

127K 

-2.95 

-386.65 

386.1 

385.6 

7.928 

1.926 

18 


120K 

-2.79 

-364.76 

367.2 

366.7 

1.834 

1.831 

19 


113K 

-2.63 

-344.12 

343.5 

343.0 

1.715 

1.713 

20 


107K 

-2.48 

-324.64 

325.9 

325.4 

1.627 

1.625 

21 


101K 

-2.34 

-306.26 

304.2 

303.7 

1.519 

1.517 

22 


95K 

-2.21 

-288.93 

290.4 

289.9 

1.450 

1.448 

23 


90K 

-2.08 

-272.57 

275.3 

274.8 

1.374 

1.373 

24 


84K 

-1.96 

-257.14 

257.4 

256.9 

1.285 

1.283 

25 

514K 

127K 

-1.85 

-242.59 

243.2 

242.8 

1.214 

1.213 

26 


120K 

-1.75 

-228.86 

231.4 

230.9 

1.155 

1.153 

27 


113K 

-1.65 

-215.90 

216.5 

216.0 

1.080 

1.079 

28 , 


107K 

-1.56 

-203.68 

205.4 

204.9 

1.025 

1.024 

29 


101K 

-1.47 

-192.15 

191.7 

191.2 

.956 

.956 

30 


95K 

-1.38 

-181.28 

183.0 

182.5 

.913 

.912 

31 


90K 

-1.31 

-171.02 

173.5 

173.0 

.865 

.865 

32 


84K 

-1.23 

-161.33 

162.2 

161.7 

.809 

.808 

33 


127K 

-1.16 

-152.20 

152.2 

151.7 

.759 

.758 

34 

820K 

120K 

-1.10 

-143.59 

144.8 

144.2 

.721 

.721 

35 


113K 

-1.03 

-135.46 

135.5 

134.9 

.675 

.675 

36 


107K 

-.98 

-127.79 

128.5 

128.0 

.640 

.640 


TABLE VI 1-2. 1 MASS ANALYZER PPS STEP CODE ORIGINAL PAGE IS 

OF POOR QUALITY 


STEP 

JR I 

RF 

VI 

-VO 

+V0., 

i 

O 

> 

1 

+TM , 

-TM 

37 


101K 

-.92 

-120.56 

120.0 

119.4 

.597 

.597 

38 


95K 

-.87 

-113*73 

114.5 

114.0 

.570 

.570 

39 


90K 

-.82 

-107.30 

108.6 

108.0 

.541 

.541 

40 


84K 

-.77 

-101.22 

101.5 

101.0 

.505 

.505 

41 

1.306M 

127K 

-.73 

-95.49 

95.9 

95.4 

.478 

.477 

42 


120K • 

-.69 

-90.09 

91.3 

90,7 

.4546 

.4547 

43 


113K 

-.65 

-84.99 

85.4 

84.9 

.4253 

.4255 

44 


107K 

-.61 

-80.18 

81.0 

80.5 

.4034 

.4036 

45 


101K 

-.58 

-75.64 . 

75.7 

75,1 

.3765 

.3768 

46 


95K 

-.54 

-71.36 

72.2 

71.7 

.3594 

.3597 

47 


90K 

-.51 

-67.32 

68.5 

67,9 

.3406 

.3410 

48 


84K 

-.48 

-63.51 

64.0 

63>5 

.3185 

.3189 

49 

2.082M 

127K 

-.46 

-59.91 

60.2 

59.6 

.2989 

.2993 

50 


120K 

-.43 

-56.52 

57.2 

56,7 

.2843 

.2847 

51 


113K 

-.41 

-53.32 

53.6 

53.0 

.2659 

.2664 

52 


107K 

-.38 

-50.31 

50.8 

50.3 

.2522 

.2527 

53 


101K 

-.36 

-47.46 

47.5 

46.9 

.2354 

.2359 

54 


95K 

-.34 

-44.77 

45.3 

44.8 

.2247 

.2252 

55 


90 K 

-.32 

-42.24 

43.0 

42.4 

.2129 

.2135 

56 


84K 

-.30 

-39.85 

40.2 

29.6 

.1991 

.1997 

57 

3.318M 

127K 

-.29 

-37.59 

38.0 

37.5 

.1882 

.1887 

58 


120K 

-.27 

-35.46 

36.2 

35.6 

.1789 

.1796 

59 


113K 

-.26 

-33.56 

33.9 

33.3 

.1674 

.1680 

60 


107K 

-.24 

-31.56 

32.2 

31.6 

.1587 

.1594 

61 


101K 

-.23 

-29.78 

30.0 

29.5 

.1481 

.1488 

62 


95K 

-.21 

-28.09 

28.7 

28.1 

.1414 

.1421 

63 


90K 

-.20 

-26.50 

27.2 

26.7 

.1340 

.1347 

64 


84K 

-.19 

-25.00 

25.5 

24.9 

.1253 

.1260 


ORIGINAL PAGE IS 
OF POOR QUALITY 


TABLE VI 1-2. 2 MASS ANALYZER PPS STEP CODE 


FXMS-A EA-PPS COMMAND 


DDRESS 

DATA 

ADD 

DATA 

ADD 

dat; 

00 

06 

20 

21 

40 

33 

01 

06 

21 

21 

41 

33 

02 

09 

22 

21 

42 

33 

03 

09 

23 

21 

43 

06 

04 

OC 

24 

21 

44 

06 

05 

OC 

25 

24 

45 

06 

06 

OC 

26 

24 

46 

•I 

07 

OF 

27 

24 

47 

•1 

08 

OF 

28 

24 

48 

II 

09 

OF 

29 

24 

49 

tl 

OA 

12 

2A 

27 

4A 

It 

OB 

12 

2B 

27 

4B 

•1 

OC 

12 

2C 

27 

4C 

It 

OD 

15 

2D 

27 

4D 

•1 

OE 

15 

2E 

27 

4E 

H 

OF 

15 

2F 

2k 

4F 

It 

10 

15 

30 

2k 


•1 

11 

18 

31 

2 k 

' 

It 

12 

18 

32 

2k 


II 

13 

18 

33 

2k 


It 

14 

18 

34 

2D 


t» 

15 

18 

35 

2D 


II 

16 

IB 

36 

2D 



17 

IB 

37 

2D 


?• 

18 

IB 

38 

2D 


ll 

19 

IB 

39 - 

30 


It 

1A 

IB 

3A 

30 


It 

IB 

IE 

3B 

30 


II 

1C 

IE 

3C 

30 


II 

ID 

IE 

3D 

30 


II 

IE 

IE 

3E 

33 


II 

IF 

IE 

3F 

33 


II 


original page is 
0F h * 0 * quality 


TABLE VII-3 



6 September 1981 


FINAL FLIGHT PROMS-FIMS-A 


NASS ANALYZER PPS COMMANDS 


ORIGINAL PAGE '19 
OF POOR QUALITY 


Each 

ADD 

DATA 

Each 

ADD 

DATA 

Each 

ADD 

DATA 

Each 

ADD 

DATA 

6 

00 

00 

9 

33 

00 

12 

66 

IB 

15 

99 

33 

H 

01 

01 

ft 

34 

OE 

H 

68 

1C 

18 

AO 

08 

H 

02 

02 

H 

35 

OF 

•1 

68 

ID 


A1 

09 

1* 

03 

03 

.li- 

36 

10 

II 

69 

IE 

« 

A2 

OA 

M 

04 

04 

ft 

37 

11 

15 

70 

06 

H 

A3 

OB 

M 

05 

05 

ii 

38 

12 

II 

71 

07 

W 

A4 

OC 

M 

06 

06 

it 

39 

13 

II 

72 

08 

•I 

AS 

OD 

11 

07 

07 

12 

40 

01 

II 

73 

09 

It 

A6 

OE 

« 

08 

08 

II 

41 

02 

If 

74 

OA 

H 

A7 

OF 

II 

09 

09 

•I 

42 

03 

II 

75 

OB 

•1 

A8 

10 

ll 

10 

OA 

II 

43 

04 

II 

76 

OC 

•1 

A9 

11 

II 

11 

OB 

•1 

44 

05 

II 

77 

OD 

•1 

BO 

12 

•1 

12 

OC 

II 

45 

06 

II 

78 

OE 

II 

B1 

13 

•1 

13 

OD 

•1 

46 

07 

•1 

79 

OF 

II 

B2 

14 

II 

14 

OE 

II 

47 

08 

ll 

80 

10 

•1 

B3 

15 

II 

15 

OF 

II 

48 

09 

II 

81 

11 

If 

B4 

16 

II 

16 

10 

II 

49 

OA 

•I 

82 

12 

II 

B5 

17 

II 

17 

11 

•1 

50 

OB 

ll 

83 

13 

It 

B6 

18 

It 

18 

12 

II 

51 

OC 

11 

84 

14 

II 

B7 

19 

6 

19 

13 

H 

52 

OD 

ll 

85 

15 

•1 

B8 

1A ' 

9 

20 

00 

ll 

53 

OE 

It 

86 

16 

If 

B9 

IB 

iii 

21 

01 

•l 

54 

OF 

II 

87 

17 

•1 

CO 

1C 

•• 

22 

02 

ll 

55 

10 

It 

88 

18 

•1 

Cl 

ID 

•i 

23 

03 

ll 

56 

11 

•1 

89 

19 

II 

C2 

IE 

•i 

24 

04 

•l 

57 

12 

M 

90 

1A 

II 

C3 

IF 

it 

25 

05 

ii 

58 

13 

•i 

91 

IB 

II 

C4 

20 

it 

26 

06 

ll 

59 

14 

IP 

92 

1C 

51 

C5 

21 

•i 

27 

07 

ll 

60 

15 

•1 

93 

ID 

II 

C6 

22 

it 

28 

08 

ll 

61 

16 

II 

94 

IE 

It 

Cl 

23 

ill 

29 

09 

?i 

62 

17 

II 

95 

IF 

•1 

C8 

24 

N 

30 

OA 

ll 

63 

18 

II 

96 

20 

18 

C9 

25 

•I 

31 

OB 

•l 

64 

19 

II 

97 

21 

18 

DO 

08 

•1 

32 

OC 

12 

65 

1A 

15 

98 

22 

21 . 

D1 

09 


TABLE VTX-4.1 


FI MS A MA-PPS COMMANDS 


ORIGINAL PAGE 13 
OF POOR QUALITY 


Each 

ADD 

DATA 

Each 

ADD 

DATA 

Each 

add 

DATA 

Each 

ADD 

DATA 

2 ID 

• D2 H 

ok h 

21 d 

105 h 

2B 

"h 

24 D 

138 h 

29 h 

27 d 

in H 

18 h 

tl 

D3 

OB 

tl 

06 

2C 

tt 

39 

2A 

tt 

72 

19 

•» 

D4 

OC 

tl 

07 

2D 

tl 

40 

2B 

N 

73 

1A 

it 

D5 

OD . 

H 

08 

2E 

tl 

41 

2C 

H 

74 

IB 

ti 

D6 

OE 

21 

6? 

2F 

II 

42 

2D 

tl 

75 

1C 

it 

D7 

OF 

24 

110 

OD 

tt 

43 

3E 

II 

76 

ID 

ti 

D8 

10 

M 

11 

OE 

tt 

44 

2i* 

It 

77 

IE 

m 

D9 

11 

tt 

12 

OF 

tl 

45 

30 

II 

78 

IF 

«i 

EO 

12 

tl 

13 

10 

II 

46 

31 

M 

79 

20 

•I 

El 

13 

•1 

14 

11 

II 

47 

32 

II 

80 

21 

•f 

E2 

14 

II 

15 

12 

It 

48 

33 

tl 

81 

22 

it 

E3 

15 

It 

16 

13 

II 

49 

34 

II 

82 

23 

•i 

E4 

16 

II 

17 

14 

tl 

50 

35 

II 

83 

24 

ii 

E5 

17 

II 

18 

15 

tl 

51 

36 

II 

84 

25 

it 

E6 

18 

II 

19 

16 

II 

52 

37 

tt 

85 

26 

it 

E7 

19 

II 

120 

17 

tl 

53 

38 

tt 

86 

27 

•i 

E8 

1A 

It 

21 

18 

tl 

54 

39 

n 

87 

28 

•i 

E9 

IB 

II 

22 

19 

tl 

55 

3A 

It 

88 

29 

* •• 

FO 

1C 

It 

23 

1A 

tl 

56 

3B 

ti 

89 

2A 

it 

FI 

ID 

•• 

24 

IB 

tl 

57 

3C 

•I 

90 

2B , 

it 

F2 

IE 

II 

25 

1C 

II 

58 

3D 

ti 

91 

2C 

*r‘ 

F3 

IF 

•1 

26 

ID 

24 

59 

3E 

•• 

92 • 

2D 

•V 

F4 

20 

•• 

27 

IE 

27 

60 

OD 

it 

93 

2E 

II 

F5 

21 

II 

28 

IF 

tl 

61 

OE 

ii 

94 

2F 

•I 

F6 

22 

*t 

29 

20 

II f 

62 

OF 

It 

95 

30 

It 

F7. 

23 

tl 

30 

21 

II 

63 

10 

ii 

96 

31 

It 

F8 ' 

24 

II 

31 

22 

It 

64 

11 

~ it 

97 

32 

•! 

F9 

25 

•1 

32 

23 

II 

65 

12 • 

ii 

98 

33 

II 

100 

26 

tt 

33 

24 

tt 

66 

13 

ii 

199 

34 

H 

01 

27 

It 

34 

25 

II 

67 

14 

It 

1A0 

35 

II 

02 

28 

It 

35 

26 

tl 

68 

15 

n 

A1 

36 

N 

03 

28 

It 

36 

27 

tl 

69 

16 

*t 

A2 

37 

21 d 

04 

29 

24 d 

37 h 

28 h 

27 d 

70 

17 

27 d 

A3 

38 


TABLE VII-4.2 


PIMS A MA*PPS COMMANDS ^ * 

OF POOR QUALITY 


Each 

ADD 

DATA 

Each 

ADD 

DATA 

Each 

ADD 

DATA 

Each 

ADD 

DATA 

27 D 

1A4 H 

39 h 

Q 

F o 
n 

1D7„ 

28 h 

33 d 

210 h 

1a h 

33 d 

243 h 

3B 

H 

A5 

3A 

tt 

D8 

29 

•t 

ll 

IB 

H 

44 

3C 

« 

A6 

3B 

H 

D9 

2A 

II 

12 

1C 

ft 

45 

3D 

« 

A7 

3C 

« 

1E0 

2B 

II 

13 

ID 

*t 

46 

3E 

M 

A8 

3D 

II 

El 

2C 

II 

14 

IE 

H 

47 

3F 

27 d 

A9 

3E 

M 

E2 

2D 

ft 

15 

IF 

H 

48 

3F 

30 d 

1B0 

OD 

tt 

E3 

2E 

•1 

16 

20 

33 d 

249 

3F 

ft 

B1 

OE 

II 

E4 

2F 

II 

17 

21 

36 d 

250 

10 

ft 

B2 

OP 

II 

E5 

30 

II 

18 

22 

II 

51 

11 

II 

B3 

10 

•1 

E6 

31 

•1 

19 

23 

II 

52 

12 

II 

B4 

11 

II 

El 

32 

II 

220 

24 

a* 

53 

13 

•• 

B5 

12 

H 

E8 

33 

It 

21 

25 

II 

54 

14 

It 

B6 

13 

ll 

1E9 

34 

II 

22 

26 

•1 

55 

15 

1! 

B7 

14 

II 

1F0 

35 

It 

23 

27 

II 

56 

16 

•1 

B8 

15 

It 

FI 

36 

II 

24 

28 

II 

57 

17 

II 

1B9 

16 

It 

P2 

37 

II 

25 

29 

•1 

58 

18 

II 

ICO 

17 

•l 

F3 

38 

II 

26 

2A 

It 

259 

19 

It 

Cl 

18 

It 

F4 

39 

It 

21 

2B 

II 

260 

1A 

II 

C2 

19 

ll 

F5 

3A 

II 

28 

2C 

II 

61 

1B 

II 

C3 

1A 

1* 

F6 

3B 

It 

229 

2D 

•1 

62 

1C 

It 

C4 

IB 

It 

F7 

3C 

•1 

230 

2E 

•1 

63 

ID 

If 

C5 

1C 

It 

F8 

3D 

II 

31 

2F 

•i 

64 

IE 

II 

C6 

ID 

30 d 

1F9 

3E 

II 

32 

30 

M 

65 

IF 

•t 

Cl 

IE 

33 p 

200 

10 

It 

33 

31 

It 

66 

20 

II 

C8 

IF 

II 

01 

11 

II 

34 

32 

II 

67 

21 

II 

C9 

20 

II 

02 

12 

It 

35 

33 

•1 

68 

22 

II 

IDO 

21 

II 

03 

13 

I* 

36 

34 

II 

269 

23 

•1 

pl 

22 

II 

04 

14 

•1 

37 

35 

•l 

70 

24 

II 

D2 

23 

II 

05 

15 

II 

38 

36 

II 

71 

25 

ft 

D3 

24 

•1 

06 

16 

II 

2 39 

37 

•I 

72 

26 

It 

D4 

25 

II 

07 

17 

II 

240 

38 

II 

73 

27 

•I 

D5 

26 

II 

08 

18 

II 

41 

39 

It 

74 

28 

Q 

O 

m 

D6 

27 

33 d 

09 

19 

33 n 

4] 

3A 

36,/ 

275 

29 


TABLE VII-4.3 


ORIGINAL PAGE 19 
OF POOR QUALITY 


Each 

ADD 

DATA 

Each 

ADD 

DATA 

Each 

ADD 

DATA 

Each 

ADD 

DATA 

36 d 

' 27 ®H 

2A h 

39 D 

2A9 h 


39 d 

2E2« 

3A„ 

« 2 d 

315 h 

29 h 

H 

77 

2B 

II 

2 BO 

1A 

91 

E3 

3B 

N 

♦ 

16 

2A 

N 

78 

2C 

•1 

Bl 

IB 

] 

•t 

E4 

3C 

H 

17 

2B 

It 

79 

2D 

•1 

B2 

ic 

N 

E5 

3D 

M 

18 

2C 

N 

280 

2E 

It 

B3 

ID 

11 

E6 

3E 

ft 

19 

2D 

H 

81 

2F 

•1 

B4 

IE 

H 

El 

3F 

H 

320 

2E 

•• 

82 

30 

II 

B5 

IF 

ft 

EB 

3E 

It 

21 

2F 

ft 

83 

31 

•1 

B6 

20 

39 d 

2E9 

3F 

II 

22 

30 

II 

84 

32 

II 

B7 

21 

«D 

2F0 

10 

H 

23 

31 

II 

85 

33 

If 

B8 

22 

•1 

FI 

11 

II 

24 

32 

II 

86 

34 

II 

2B9 

23 

ft 

F2 

12 

•1 

25 

33 

91 

87 

35 

If 

2 CO 

24 

If 

F3 

13 

If 

26 

34 

II 

88 

36 

If 

Cl 

25 

II 

F4 

14 

•1 

27 

35 

II 

289 

37 

It 

C2 

26 

ii 

F5 

15 

II 

28 

36 

II 

290 

38 

•i 

C3 

27 

if 

F6 

16 

It 

329 

37 

II 

91 

39 

•t 

C4 

’ 28 

•t 

FI 

17 

?• 

330 

38 

II 

92 

3A 

•• 

C5 

29 

ii 

FB 

18 

ft 

31 

39 

•1 

93 

3B 

it 

C6 

2A 

it 

F9 

19 

•t 

32 

3A 

II 

94 

3C 

li 

C7 

2B 

it 

300 

1A 

ll 

33 

3B 

1 

II 

95 

3D 

if 

C8 

2C 

•i 

01 

IB 

It 

34 

3C 

41 

96 

3E 

•i 

2C9 

2D 

it 

02 

1C 

ll 

35 

3D 

II 

97 

3F 

li 

2D0 

?E 

•1 

03 

ID 

ii 

36 

3E 

» 

98 

3F 

it 

D1 

2F 

if 

04 

IE 

•i 

,37 

3F 

36 d 

299 

3F 

it 

D2 

30 

if 

05 

IF 

•t 

38 

3F 

39 d 

2A0 

10 

li 

D3 

31 

li 

06 

20 

ii 

339 

3F 

II 

A1 

11 

ll 

D4 

32 

ft 

07 

21 

it 

340 

10 

•1 

A2 

12 

•i 

D5 

33 

N 

08 

22 

•t 

41 

11 

II 

A3 

13 

ii 

D6 

34 

It 

09 

23 

•i 

42 

12 

It 

A4 

14 

if 

D7 

35 

•1 

310 

24 

ll 

43 

13 

•1 

A5 

15 

if 

D8 

36 

It 

11 

25 

•f 

44 

14 

II 

A6 

16 

ft 

2D9 

37 

It 

12 

26 

it 

45 

15 

•1 

A7 

17 

ii 

2E0 

38 

If 

13 

27 

ll 

46 

16 

39 

2A8 

18 

39n 

El 

39 

42 

314 

28 

it ’ 

47 

17 


TABLE VII-4.4 


ORIGINAL PAGE I* 
OF POOR QUAi-HY 


Each 

ADD 

DATA 

► 

Each 

add 

DATA 

Each 

ADD 

DATA 

Each 

ADD 

DATA 

«D 

“ 348 a 

18 h 

«D 

380|| 

38 

H 

48 d 

3B2 H 

26 h 

51 D 

3E4 H 

X 

rt 

If 

49 

19 

H 

81 

39 

W 

B3 

27 

N 

E5 ■ 

15 

ft 

350 

1A 

II 

82 

3A 

H 

B4 

28 


E6 

16 

*1 

51 

IB 

H 

83 

3B 

II 

B5 

29 

H 

E7 

17 

ft 

52 

1C 

•1 

84 

3C 

II 

B6 

2A 

N 

E8 

18 

M 

53 

ID 

H 

85 

3D 

II 

B7 

2B ' 

H 

3E9. 

19 

N 

54 

IE 

W 

86 

3E 

II 

B8 

2C 

H 

3F0 

1A 

« 

55 

IP 

II 

87 

3F 

It 

3B9 

2D 

II 

Fl 

IB 

M 

56 

20 

•I 

88 

3F 

II 

3C0 

2E 

•1 

F2 

1C 

•1 

57 

21 

45 

389 

3F 

II 

Cl 

2F 

H 

F3 

ID * 

II 

5B 

22 

48 

390 

10 

II 

C2 

30 

•1 

F4 

IE 

II 

59 

23 

II 

91 

11 

II 

C3 

31 

II 

F5 

IF 

II 

360 

24 

II 

92 

12 

II 

C4 

32 

II 

F6 

20 

II 
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X» INTRODUCTION 

This document provides a single source for all FXMS operational, 
calibration and repair information. It is hoped that this document will 
be of assistance in the field operation of the FIMS instnsnent should, any 
problems arise. Sufficient information is contained herein to 
troubleshoot the instrument in the field. All test and calibration 
records will be kept in this document as well. 

The second purpose of this document is to aid in the development of 
future generations of similar ion mass spectrometers. The experience 
gained in the laaboratory and the field with the FIMS B instrument will be 
of critical assistance in the development of similar instruments for other 
satellite and rocket-borne instruments. 

The introductory section of this document contains a copy of a paper 
published in the Review of Scientific Instruments which describes in some 
detail the geometry ‘of the analyzer sections of the FIMS-A and FIMS-B 
instruments. As is described in this paper, the primary difference 
between FIMS-A and FXMS-B is in the area of the electrostatic energy 
analyzer and the detectors. The nomenclature "FIMS-A" refers to that 
instrument which uses the cylindrical energy analyzer and an array of 
three channel electron multipliers. The "FIMS-B" instrument uses a 
spherical energy analyzer and a microchannel plate array with a resistive 
anode following. The central electronics packages for the two instruments 
are also different. The FIMS-A instrument will be flown for the first 
time on the A rocket payload of the two payloads produced by the SwRI 
Department of Space Sciences during the summer of 1981. 

This document will serve as a combination Design Specification and 
Instrument Log Book and should be kept with the FIMS B instrument at all 
times. Figure 1-1 is a picture of the fully assembled FIMS-B instnsnent. 
Not shown in the picture is the instnsnent' s Central Electronics Package. 
Figure 1-2 is a block diagram of the total instrument 'system. 
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II. QUICK-LOOK TEST INFORMATION 

The FIMS-B instrument produces three digital data channels, ££2, §JJ 
and~S^2^ FIMS-B also produces two analog signals noted as A^9 and A40. 
Digital chanel S27 is located in word 13, all frames, and contains the 
FIMS B scientific information. Jtt is a 9-hit digital word with all of the 
information contained in the 8 most significant bits. The least 
significant bit of the 9-bit word is not used by the instrument. 

Channel S31 (word 8, frame 19) is used to transmit the mass analyzer 
program power supply command word. It is also a 9-bit digital word with 
the instrument information again contained in jthe 8 most significant bits 
of that word. The third digital channel is £3 2" (Word 9 , frame _20) and is 
used to transmit the energy analyzer PPS command words to P.C.M. As is 
the case with the other two digital channels, channell in g uses only' the 8 ” 
most significant bits. The two analog channels, A39 (word 6, frame 27) 
and A40 (word 6, frame 19) contain the analog monitors from the energy 
analyzer program power supply. Channel &3L&. contains the positive output 
monitor signal and A.40 the negative output. 

* . * r u/ 

At the onset of low voltage to the FIMS Central Electronics Package, 
a stepping value will be seen on both S31 and £32. Figures II-1 and II-2 
are sample stripchart recordings made of these two channels under normal 
operating conditions. It should be noted that the strip chart recorder 
which produced these signals was carefully calibrated for a deflection of 
10 counts/major division with the knowledge that the 2’ bit of the 9-bit 
data word is the least significant bit of the word. In other words, when 
calibrating the stripchart recorder for use in FIMS B testing, use the 
second least significant bit rather than the least significant bit to 
represent a count of "1" for the calibration. It is not necessary for 
routine testing to recalibrate the stripchart recorder just for a FIMS B 
test. It is possible to observe the general waveform of these two 
Stepping counts to ensure basic function of the Central Electronics 
Package. Word S27 will not contain any count information unless the 
signal input test is being conducted. Details for the signal input test 
for the FIMS B instrument are described in the following section of this 
manual. 

Likewise, analog channels 39 and 40 will not contain any information 
unless the FIMS B high voltages have been turned on. If the high voltages 
have been applied, then a stepping signal will b<« seen on these two 
channels such as is shown in Figure II-3. Both of these channels should 
step at the same rate and contain approximately the same signals. It is 
expected that under normal circumstances these two signals should track 
each other to within 10%. Again, no data will be obtained from these two 
data channels unless high voltages are applied to the instrument. 













111. SIGNAL INPUT TEST PROCEDURE 


A* Equipment Required 

¥ 

To perform this test the following items will be required! 

1. Pulser (i.e. HP8010A) capable of producing a 50ns wide, lOOmv 
pulse at a repetition rate of 8500/sec. 

2* TWo dial-selectable attenuators. One attenuator should be 
capable of attenuating in 1 dB steps, while the second 
should attenuate In 10 dB steps* 

3* Single channel oscilloscope, with vertical bandwidth of 
100 mHz. 

4. One 50 ohm terminator, packaged in a standard BNC-type 
connector shell. 

5. Frequency counter capable of counting lOOmv, 50ns wide 
pul868. 

B. Pulser Adjustment 

1. Configure the equipment listed above in the manner shown in 
Figure I I 1-1. 

2. With all equipment operating, adjust the output of the 
pulser to produce a lOOmv low-going pulse, 50ns wide. The 
low-going pulse should drop to OV, with the high level at 
•MOOmv. The leading and trailing edge transition times 
Should be adjusted to approximately 20ns each, although 
experience has shown that the instnsnent is not particu- 
larly sensitive to transition times. It is assumed that 
at the time of these adjustments the two dial- selectable 
attenuators are set to zero and the 50 ohm attenuator is 
attached to the pulser. 

3. Adjust the repetition rate of the pulser to produce an 
8500 pulse/second rate. 

4. Turn off the pulser, remove the 50 ohm terminator and attach 
the FZMS-B test cable to the attenuators. Set the dial 
selectable attenuators for a total of 25 dB. 

C. Instrument/Payload Operatio n 

1. With the instrument power off and the pulser off, attach 
the FXMS-B test cable to the test input connector on the 
instnsnent' s detector. 


Apply low voltage only to the FXMS-B Instrument# then to 
the pulser. 

On the rocket's P*C*M. decomnutator dial up word 13# 
freme 28* 

With the pulser at 8500 pulses/second# the decomnutator 
should be reading approximately full scale (8 MSB's set). If 
it is not# adjust the dial slectable attenuators in IdB steps 
until counts appear* It should not be necessary to reduce 
the attenuation below 20dB if the instrument is functioning 
normally* 

Select word 13# frame 27# on the decomnutator* Under normal 
operating conditions the instrisnent will produce a few counts 
in this channel when frame 28 is near full scale. No other 
frames for word 13 should have any counts* 
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A* Analyzer* 

Tha energy and mas* analyzer design aspect* of FIHS-B were 
described earlier In this document# and no furhter information on the 
analyzers will be presented. Tha following pages of this section of the 
docunent will present a description of the instruments Central Electronics 
Package. 

B. Central Electronics Package 

The Central Electronics Package designed for the FIMS B 
instrument is radically different from that used by the FIMS A instrunent. 
This system is designed around the INTEL 8085 A-2 microprocessor. Figures 
VlI-1 through VII-5 are the detailed schematic diagrams of the FIMS B 
central electronics package. This system is contained congpletely on a 
single printed circuit board. The microprocessor-based controller is a 
totally interrupt-driven system with interrupting sources being the SF 2* 
timing signal# the MF 2 3 timing signal and the data ready (D.R. ) flag from 
the microchannel plate array detector. 

In normal operation the microprocessor is interrupted every 25ms 
by the SF 2^ signal to indicate the start of a new major frame of data. 
Responding to this interrupt, the microprocessor updates the commands to 
the two program power supplies based on values stored earlier in a look-up 
table# the values for which were derived from the instrument calibration. 
After updating the two command words to the PPS line drivers, the 
microprocessor makes a 1 to 0 to 1 transition on the shift- load line of 
the two shift registers which are used to send power supply step values to 
the telemetry system. In other words# the shift load command for the two 
shift registers used to send PPS values to telemetry is software 
generated. 

Following the update of the two PPS commands# the 8085-based 
controller disables its science data acquisition for a period of 3 minor 
frames# or for approximately 2.4ms. This dead time is allowed for PPS 
settling. However# even during the 2.4ms dead time for scientific data 
acquisition# the microprocessor still is able to send data acquired during 
the previous major frame to telemetry based on the arrival of the MF 2 3 
timing signal which generates the third processor interrupt. When 
interrupted by MF 2 3 , the microprocessor performs an address pointer 
manipulation to fetch the next stored value of science data word to 
telemetry. 


Science data information is presented to the Central Electronics 
Package of the FIMS B instrument in the form of a 6-bit wide address with 
handshaking flag. The four least significant bits of this 6-bit word 
represent the binary address of the X-location on the resistive anode 
detector where a particle event has occured. The two most significant 
bits of the 6-bit address represent the binary address of the Y location 
on the resistive anode of the particle event. To the microprocessor# the 
interface appears to be a single# 6-bit memory address with a handshaking 
flag that is used both to latch the data into the 8155 har&rare interface 
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chip and to generate the software Interrupt to the BOSS. Handshaking with 
the MicroChannel plate detector instrument is not completed until the BOBS 
has had a chance to read the data from the port B interface of the 8153, 
thus clearing the B buff-full handshaking flag. This ensures that the 
instrument will not attest to send new science information to the CEP 
until the previous information has been properly digested. * Stated in its 
most elemental form, the FIHS B CEP functions as a 64-channel 
multi-channel analyser. Each time a 6-bit address is presented to the 
microprocessor and an interrupt generated, the corresponding memory 
locution in the 64-word science data buffer memory is fetched, incremented 
by 1 and stored back. This is exactly the same procedure used with any 
laboratory-style multichannel analyser. 

The flight CEP described here contains a double-buffered memory 
system whereby two sets of 64 locations are reserved for the science data 
counts. Two buffers are preserved so that one can be reserved for data 
incoming from the instrument while the second buffer is used for sending 
dota out to telemetry. At the end of each major frame, signalled by a 
high-going transition on the SF 2* timing signal, the buffer pointers are 
switched and the buffer previously used for storing incoming science 
information now becomes the output buffer for data going to telemetry. 
This technique preserves the Integrity of the data as a block thus data 
that is presented in minor frame 1 has the same staleness as the data 
presented in minor frame 32. 

As mentioned earlier, the microprocessor based controller is 
totally interrupt driven. The 6F 2* timing flag initiates the process 
whereby the microprocessor updates the PPS commands to both program power 
supplies and also loads these new PPS commands in the telemetry data 
output shift registers. The SF 2 4 timing flag also initiates a 3-minor 
frame long blanking period where no new science data interrupts are 
acquired. Within the three minor frame dead time, however, interrupts are 
allowed from the HF 2 3 timing flag and are used to initiate the process of 
sending the next available science data word to telemetry. Stated another 
way, the first MF 2 3 interrupt which arrives at the microprocessor after 
the SF 2* interrupt is used to flag to the microproprocessor that it 
should present data from its buffer location 1 to telemetry, likewise the 
32nd MF 2 3 interrupt to the microprocessor flags to the software that it 
should send the 32nd memory location from its science data buffer to 
telemetry. This results in a very simple mapping technique. The only 
aspect of this operation which is the least bit involved is the process 
whereby the numer of data channels sent to telemetry is reduced from the 
64 channels produced by the Instrument down to the 32 channels forwarded 
to telemetry. The 32 middle channels of the 64 total are sent to 
telemetry. This mapping function was arrived at by the simple knowledge 
of geometry of the instrument, that is channels 0 through 15 are channels 
which are not struck by particles under normal operation of the analyser 
section of the instrument. Likewise, channels 48 through 64 do not 
contain any scientific information from the instrument. 

Contained in the following few pages of this section of the 
document is a copy of the software listings which are used to control the 
operation of the F1MS B microprocessor based Central Electronics Package. 
As seen, the software was written in 8085 assembly language and is now 
stored in the erasable prom section of the 8755 integrated circuit. 
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C. Programmable Power Supplies 


PIMS-B uses two programmable high voltage power supplies* Both 
power supplies were constructed from the design drawings prepared by the 
Goddard Space Flight Center for use on the HAPI and LAP! instruments on 
the Dynamics Explorer Satellite. 

A few design changes were made to the power supplies to adapt 
them to the scientific and operational requirements of the FXMS/Centaur 
rocket program. The two power supplies used by FXMS are referred to as 
the energy and mass units* corresponding to the two sections of the 
instruments analyzer. The energy supply is very similar to the standard 
D.E. design. Table VII-1 shows the relationship between the 6-bit 
programming code word and the high voltage output. 

The mass analyzer power supply is considerably different from the 
basic P.P.S. design* the principal difference being that this supply has 
its high voltage output floated at the -2400VDC bias used for the mass 
analyzer float potential. To realize this objective* a considerable 
effort was invested in insulating the electronics within the supply from 
the chassis-grounded case of the power supply. The inner surfaces of the 
ease of the power supply are lined with a fiberglass material to prevent 
high voltage breakdown. 

The second major change was the addition of a set of six optical 
couplers to interface with the 6 -bit parallel command interface to the 
CEP. In summary* the mass P.P.S. has its high voltage return connected to 
the minus high voltage output of the HVPS* thus floating most of the 
circuits within the supply at -2400V. A 50-megohm resistor was placed in 
series with the high voltage return line to the minus high voltage output 
of the bias power supply (PICO-PAK). Table VIX-2 shows the relationship 
between the 6-bit programming code and the high-voltage output of the mass 
supply. 

D. High Voltage Power Supply (HVPS) 

The FXMS-B instrument uses a single HVPS to provide the float 
potential for the mass analyzer deflection plates and the bias for the 
microchannel plate detector. A standard PICO-PAK Model PP9N provides the 
bias potential. The pages following contain specification sheets for the 
unit used on FXMS-B. The high voltage output has been adjusted to 
-2400VDC for this application. 
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